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1. The following instructions are for use by quali- . High voltage up to 6000 volts dc is present 
fied personnel only. To avoid electric shock, do when the oscilloscope is operating. Line voltage 
not perform servicing other than contained in the (100 to 240 VAC) is present on the power 
Operating instructions unless you are qualified to transformer, on-off switch, fuse holder, and line 


do so. 


voltage selector any time the oscilloscope is con- 


nected to an ac power source, even if turned off. — 
Always observe caution when the housing is 
removed from the unit. Contacting exposed high 
voltage could result in fatal electric shock. 


See nen ere y 


CRT 

Acceleration Voltage 
Display Area 

Type 

VERTICAL AXIS 
Sensitivity 
Attenuator 


Input Impedance 
Frequency Response 
5 mV/div to 5 V/div 


1 mV/div, 2 mV/div 
Rise Time 


Crosstalk 
Operating Modes 


Chop Frequency 
Channel Polarity 


A Maximum Input 
voltage 
HORIZONTAL AXIS 


Operating Mode 


Sensitivity 

Input Impedance 
Frequency 
Response 


X-Y Phase Difference 
A Maximum Input 
Voltage 
SWEEP 
Type NORM 
AUTO 


SPECIFICATIONS 


: 1500TM31 

> 6 kV 

- 8x10 div (1 div=10 mm) 

: Rectangular, with internal graticule 
: CH1 and CH2 

: 1 mV/div to 5 Vidiv, +3% 

: 12 steps, 1 mV/div to 5 V/div in 


1-2-5 sequence. 
Vernier control for fully adjustable 
sensitivity between steps. 


> 1 MQ +2%, approx. 22pF 


- DC: DC to 20 MHz, —3 dB 


AC; 5 Hz to 20 MHz, —3 dB 


: DC: DC to 10 MHz, —3 dB 


AC; 5 Hz to 10 MHz, —3 dB 


: 17.5 nsec or less (20 MHz) 


35 nsec or less (10 MHz) 


: —40 dB minimum 
: CH1; single trace 


CH2; single trace 
ALT; two waveforms alter- 
nating 
CHOP; two waveforms 
chopped 
ADD; CH1+CH2 added 
display 


: Approx. 250 kHz 
: Normal or inverted, Channel 2 on- 


ly inverted 


: 500 Vp-p or 250 V (DC + AC peak) 
: {input thru CH2, x 10 MAG not 


included) 


: With TRIG MODE switch, X-Y 


operation is selectable. 
CH1; Y axis 
CH2; X axis 


: Same as vertical axis (CH2) 
: Same as vertical axis (CH2) 


: DC; DC to 500 kHz, —3 dB 


AC; 5 Hz to 500 kHz, —3 dB 


: 3° or less at 50 kHz 
: Same as vertical axis (CH2) 


: Triggering sweep 
: Sweep free runs in absence of 


trigger 


Sweep Time : 0.2 ys/div to 0.5 s/div +3%, in 20 
ranges, in 1-2-5 sequence. 
Vernier control provides fully ad- 
justable sweep time between steps. 
: X10 (ten times) +5% 


(0.2 us/div range; +8%) 


Sweep Magnification 


Linearity : +3% all ranges, 
+5% on 0.2 us/div range at x 10 
magnification. 

TRIGGERING 


Internal Sync 
V. MODE; Triggered by input signal selected 
by vertical MODE setting. 
CH1; Triggered by CH1 signal 
CH2; Triggered by CH2 signal 
LINE; Triggered by line frequency 
External Sync . 
EXT; Trigeered by signal applied to EXT 
TRIG INPUT jack 
External sync Input 
impedance : approx. 1 MQ +20% 
approx. 30pF 
Maximum External 
Trigger Voltage 
Coupling 
Tigger Sensitivity 


rea ance [ne [et 
auto | Sone — 20 MHz | av | 0.1 Vp 
PNORM | 10 Hato 20 Mitz | t'dlv | 0.1 Vorp_ 


PROBE ADJ, 
VOLTAGE 


: 50 V (DC +AC peak) 
: AC, TV FRAME, TV LINE 


:1V +3%, square wave, positive 
polarity, approx. 1 kHz 
INTENSITY MODULATION 
Sensitivity : TTL compatible 
Positive voltage decreases 
brightness. 
Negative voltage increases 
brightness. 
Input Impedance : Approx. 10 kQ 
Usable Frequency 


Range : DC to 2 MHz 
Maximum Input 
Voltage : 50 V (DC +AC peak) 


VERTICAL AXIS SIGNAL OUTPUT: 
(CH1 SIGNAL OUTPUT) 
Output Voltage : Approx. 50mV/div (50 © load) 
Output Impedance : Approx. 50 Q 
Frequency Response : 100 Hz to 20 MHz, —3 dB 
TRACE ROTATION ~ : Electrical, adjustable from _ front 
panel 


SPECIFICATIONS 


POWER REQUIREMENT 


Power Supply : AC 100 V/120 V/220 V/240 V 
+10% 
Line Frequency : 50/60 Hz 


Power Consumption : Approx. 35 W 


DIMENSIONS 

(WxHxDx) : 319 (341) x 132 (145) x 380 (442) 
( } dimensions include progru- 
sion from basic outline dimensions 

WEIGHT : Approx. — kg 

ENVIRONMENT 


Operating Temperature and Humidity for Guar- 
anted Specifications : 10°C to 35°C, 85% maximum RH 
Full Operating Tempe- 


rature and Humidity : O°C to 40°C, 85% maximum RH 
ACCESSORIES SUPPLIED 
Probe i2 
Replacement 
Fuse: 0O.5A :2 
0.3A :2 
Instruction :1 


@ Circuit and rating are subject to change without notice due to 
developments in technology. 


STANDARD ACCESSORIES INCLUDED 


Probe (PG 220) is ceui Crosinasinapkesbaniesdiaavewareieds Y87-1840-00 
PAtONUATIOM dics scusccdesics epccdevactecscateeeaeeise enue 1/10, 1/1 
Input Impedance 

TPO a loiadesonawavnncieratiansdtteees: 10 MQ, 18pF or less 
Ap LlanGiodesdadietiazestavedhelanentnceves 1 MQ, 100pF or less 
Instruction Manual.............cccccccsacseccuesenceas B50-7583-00 
Replacement Fuse 
OB Acs p ash sees ac obccas cana eaeBescniees es FO5-5013-05 
OLS A co eel a ilaceisnceaeks FO5-3011-05 
OPTIONAL ACCESSORIES 
Probe Pouch (MC-78)..........ccscssececesceenensees Y87-1600-00 


SPECIFICATIONS 


CRT 150FTM 31 SPECIFICATIONS 
(150GTM31A) 


Screen and Shape 
Dimensions; 
Overall length; 330 mm max. (355mm max) 
Face plate dimensions; 149.343 mm max. 
(14943 mm) 
Rectangular flat face, inter- 
nal graticule, non-metal back 
Deflection and focusing 
system; Electrostatic deflection, 
electrostatic focusing and 
post-deflection acceleration 
Color; Green 
Persistence; Medium short 
Useful display area Y axis.....80 mm 
X axis.....100 mm 


Screen shape; 


Heating 
Heater voltage 6.0 V 
Heater current 75 mV 
Weight 900 gr 


100 
103 MIN 


Fig. 1 1500TM31_ Graticule 


MODEL PC-30 (LOW CAPACITY PROBE) 
@ GND 


PROBE COMPENSATION ADJUSTMENT 


® 
ZA 
ITEM —_— DESCRIPTION PARTS NO. 
‘O) Ground Wire Assembly E30-1883-08 
@ Retractable Hook Tip £29-0540-08 
@ insulator Cap B42-1950-08 


= Te fil 


Fig. 3 1500QTM31 Basing 


PC-30 SPECIFICATIONS 
pT X10 position 


1/10 +2% {at 
Attenuator oscilloscope input im- 
pedance of 1 MQ +1% 


10 MO +1% [MO 1% | 
22 pF + 10% Less than 200 pF 


Bandwidth a ee 
7 ns 


See 20 to 45 pF 
Max. input voltage DC 600 V 


SAFETY 


SAFETY cedure to change from 100- to 240 volt operation or vice 
Before connecting the instrument to a power source, versa. 

carefully read the following information, then verify that Replacing the fuse 

the proper power cord is used and the proper line fuse is in- In case the fuse has blown, locate the cause. If the fuse 
stalled for power source. The specified voltage is shown at itself is the cause, replace it as follows: 

the left side of the power cord on the rear panel. If the 1. Pull the plug of the power cord from the power outlet. 
power cord is not applied for specified voltage, there is 2. Remove the fuse holder in the rear panel using a stan- 
always a certain amount of danger from electric shock. dard screwdriver. 

Line voltage 3. Take out the blown fuse, and in its place, insert a new 
This instrument operates using ac-power input voltages fuse. 

that 100/120/220/240 V at frequencies from 50 Hz to 4. Set the label of your line voltage to the mark ¥, then 
60 Hz. plug the fuse holder containing the new fuse into the 
Power cord rear panel. 

The ground wire of the 3-wire ac power plug places the Changing the supply voltage 

chassis and housing of the oscilloscope at earth ground. Do Remove the fuse holder in the rear panel using a standard 
not attempt to defeat the ground wire connection or float screwdriver. Then set the label of your line voltage to the 
the oscilloscope; to do so may pose a great safety hazard. mark W and plug the fuse holder back into place. When 
The appropriate power cord is supplied by an option that is changing the supply setting from 100/200 V to 
specified when the instrument is ordered. 220/240 V, change the 0.5 A fuse for a 0.3 A one. 


The optional power cords are shown as follows in Fig. 4. 


Line fuse 

The fuse holder is located on the rear panel and contains 
the line fuse. Verify that the proper fuse is installed by 
replacing the line fuse. 


Voltage conversion 
This oscilloscope may be operated from either a 100 V to 
240 V, 50/60 Hz power source. Use the following pro- 


Plu nfiguration Power cord and plug type Factory installed Line cord Parts No. for power 
instrument fuse plug fuse cord and plate 


ig co 
7 North American 
Cord: 


SS 120 volt/60 Hz 0.5 A, 250 V 
: Rated 15 amp Fast blow 
AGC/3AG 


(12 amp max; NEC) 


Universal Europe 0.3 A, 250 V 
220 volt/50 Hz Fast blow 
Rated 16 amp 5x 20 mm 


U.K. 0.3 A, 250 V 
240 volt/50 Hz Fast blow 
Rated 13 amp 5x 20 mm 


0.3 A, 250 V 
Fast blow 
5x20 mm 


Australian 
240 volt/50 Hz 
Rated 10 amp 


North American 
240 volt/60 Hz 
Rated 15 amp 

(12 amp max; NEC) 


0.3 A, 250 V 
Fast blow 
AGC/3AG 


Switzerland 0.3 A, 250 V 
240 voit/50 Hz Fast blow 
Rated 10 amp AGC/3AG 


5x20 mm 


Fig. 3 Power Input Voltage Configuration 


CIRCUIT DESCRIPTION 


Vertical Attenuator Circuit (X73-1640-00) 


The attenuators of CH1 and CH2 incorporate a unit encom- 
passing the entire attenuator circuit. 

The vertical signals input from the BNC connectors are 
switches by the AC-DC-GND switch, supplied through the 
1/1, 1/10 or 100/1 attenuator, and input to the first-stage 
buffer amplifier. 

The first-stage buffer amplifier consists of Q1 to Q6 and 
U1 (CH2: 021 to Q26, U3). The signal which enters the 
buffer amp is separated into high-frequency and low- 
frequency components. The high-frequency component is 
impedance-converted by Q3 (Q23), and the low-frequency 
component by U1 (U3). The respective components are re- 
combined at Q4 (Q24) and output from the emitter- 
follower of O5 (Q25). Q4 (Q24) and Q6 (Q26) provided 
with the same forms as Q3 (Q23) and Q5 (Q25) in order to 
reduce the DC offset drift. The buffer amplifier is designed 
in consideration of the temperature drift by selecting a 
device with a small temperature drift as U1 (U3) and by ap- 
plying negative feedback. The signal output from the buffer 
amplifier is once again input to the second-stage attenuator 
of the attenuator unit, where it is attenuated to 1/1, 1/2 or 
1/5 and supplied to the vertical preamplifier. The second- 
stage attenuator consists of a low-impedance resistor net- 
work with good frequency characteristics, and is provided 
with a switch for boosting the preamplifier gain 5-fold 
when the deflection factor is 1 mV/div or 2 mV/div. Q1 
(Q21) and Q2 (Q22) are provided for the input circuitry so 
that they can function equivalently as diodes in order to 
prevent devices when the input has a large amplitude. 

VR1 (VR10) is used for adjusting the DC balance between 
attenuator steps and can be adjusted from outside the 
case. VR2 (VR11) is used for adjusting the gain of the low- 
frequency component. 


Vertical Preamplifier Circuit (X73-1640-00) 


The signal output from the attenuator circuit enters the se- 
cond amplifier which consists of transistor array U2 (U4). 
This stage is a differential amplifier, which generates com- 
plementary signals, amplifies and supplies them to the third 
amplifier. When the deflection factor is 1 mV/div or 
2 mV/div, the emitter resistance of U2 a, b (U4a, b) can be 
switched by the switch in the second-stage attenuator to 
boost the gain 5-fold. VR4 (VR13) is used for adjusting the 
DC offset at this time, and can be adjusted from the out- 
side. TC1 (TC3), TC2 (TC4) and VR3 (VR12) form a circuit 
which adjusts the frequecncy characteristic, and VR26 
(VR27) is used for adjusting the deflection factor to 
1 mV/div or 2 mV/div. 

Thermistor TH1 (TH2) is used to compensate for the gain 
drift due to temperature when the deflection factor is 
1 mV/div or 2 mV/div. 


The signal amplifier by the second amplifier is further 
amplified by the cascode amplifier of U2 c, d (U4 c, d), Q7 
(Q28) and Q8 (029). This third amplifier has a large gain 
therefore uses the cascode-connected structure in order to 
suppress the influence from the transistor’s feedback 
capacity. — 

With CH2, Q27 and Q30 from the CH2 INV Circuit. Q28 
and Q29 can be switched to 027 and Q30 by the switch 
provided with CH2 POSITION VR. 

U2e (U4e) is the regulated power supply or the third ampli- 
fier provided for improving the CMRR of the differential 
amplifier. 

Between the second and third amplifier, the vertical deflec- 
tion factor variation circuit is formed using the VR on the 
attenuator unit. VR6 (VR15) is used for the balance adjust- 
ment in this operation, and can be adjusted from the out- 
side. 

VR25 (VR16) is used for the balance adjustment of the 
third amplifier. VR25 is the CH1 POSITION adjustment 
control and VR16 is the CH2 INV balance adjustment con- 
trol. 
The signal amplified by the third amplifier is sent to the 
fourth amplifier via the emitter-follower of Q9 (Q31) and 
Q10 (Q32). D3 (D12) and D4 (D13) are used for limiting 
the amplitude of the signal. 

The fourth amplifier is also a cascode amplifier, composed 
of Q11 (Q33), Q12 (Q34), Q16 (Q38) and Q17 (Q39). 
The vertical mode is switched at this stage by switching 
016 (038), Q17 (Q39), D5 (D14) and D6 (D15) using the 
vertical mode switching signal from the horizontal sweep 
unit. VR23 and VR24 are used to vary the differential 
amplifier current respectively as CH1 POSITION and CH2 
POSITION. 

Q13 and Q14 pick up signal from the fourth amplifier, and 
Q13 and Q46 send a current signal to the horizontal sweep 
unit for use as the CH1 trigger signal. Q14 picks up the 
CH1 OUT signal, which is supplied through the emitter- 
follower of Q18 and output from the push-pull single- 
ended amplifier of Q19 and Q20. Q15 is the regulated 
power supply for Q13 and Q14, and generates the opera- 
tion current for the CH1 trigger current signal. D7 is used 
for the temperature compensation of the power supply. 
VR7 is used to adjust the CH1 gain, and VR8 adjusts the 
gain of the CH1 trigger and CH1 OUT signals. VRQ is used 
to align the DC level of the CH1 trigger signal with that of 
the CH2 trigger signal. 

Q35 and Q36 pick up the signal from CH2 of the fourth 
amplifier, Q35 and 047 sends the power supply signal to 
the horizontal sweep unit for use as the CH2 trigger signal, 
and Q36 sends the same signal to the same unit for use as 
the X signal. Q37 is the regulated power supply for Q35 
and Q36, and generates the operation current for the CH2 
trigger and X current signals. D16 is used for the 
temperature compensation of the power supply. 

VR17 is used to adjust the CH2 gain, and VR18 adjusts the 


CIRCUIT DESCRIPTION 


gain of the CH2 trigger and X signals. VR19 adjusts the DC 
level of the signal by adjusting the position of X. 

TC7 is the trimmer which adjusts the CH2 frequency 
characteristic. 

D20 is used for switching of the X-Y mode and sweep. 


Vertical Output amplifier Circuit 

(X73-1640-00) 

The signal switched by the fourth amplifier of the vertical 
preamplifier circuit is mixed at the collectors of Q16, Q17, 
Q38 and 039, Sent through the emitter-follower of Q40 
and 041, and amplified by the output amplifier consisting 
of 042. 043, Q44 and O45 to be used to drive the CRT’s 
Y deflection plate. 

The output amplifier is cascode-connected in order to sup- 
press the influence from the transistor’s feedback capacity 
and to offer high withstanding voltage and high fT. To 
maintain the amplifier’s operating point at a constant level, 
non-adjusting circuit is achieved by the feedback using U5a 
and D17. 

TH3 is used to compensate for the temperature drift of the 
gain of all stages of the vertical amplifier. 

VR2 is used for adjusting the balance of + Y and —Y of the 
CRT. It adjusts so that the trace comes to the center posi- 
tion. VR21, VR22, TC5 and TC6 form a circuit which ad- 
justs the frequency characteristic. 


Vertical Mode Logic Circuit (X74-1430-00) 


The vertical mode switching signal from the vertical 
amplifier unit and the signal from the sweep gate are input 
to the vertical mode logic circuit. The vertical mode swit- 
ching signal controls the flip-flop consisting of D2, D3 and 
U2a and the chop signal generator consisting of U1c, U1d 
and D1, while the signal from the sweep gate controls the 
flip-flop via U1a and U1b. The flip-flop outputs the channel 
switching signal for the vertical axis, and sends it to the 
vertical amplifier unit via D6 and D8. Also in the X-Y mode, 
the flip-flop is controlled via D4, D5 and D7. 


Trigger Signal Generator Circuit 

(X74- 1430-00) 

A total of four signals, i.e. the CH1 and CH2 trigger signals 
from the vertical amplifier unit, the signal from the external 
trigger amplifier and the line trigger signal, are switched by 
diodes D10 to D13 and trigger-source switch $1 a, b, c, 
and d. The selected signal is amplified by grounded-base 
amplifier 04, supplied through the emitterfoliower of Q5 
and Q6, and amplified by the differential amplifier of Q7 
and Q8. The amplified signal is sent to the coupling select 
switch after its polarity has been selected by the trigger 
slope switch. 

On the other hand, in the TV trigger mode, the signal is ex- 
tracted from the emitter of Q5, supplied through the coupl- 
ing switch to Q11, where a signal with complementary 
polarity is generated. One of the two signals, which is 


selected by the trigger slope switch, is sent to the amplifier 
of Q12, Q13 and Q14, which amplifies only the TV signal 
trigger pulse. The amplified TV trigger pulse is then filtered 
to be separated into the vertical and horizontal trigger 
pulses, and they are both supplied to the coupling switch. 


The coupling switch is supplied with the normal trigger 
signal vertical TV trigger signal and horizontal TV trigger 
signal. The signal selected is amplified by the final stage of 
trigger amplifier, Q9 and Q10, before being output. 

The trigger signal from the trigger amplifier’s final stage is 
shaped the schmitt trigger circuit Of U3c, its level and 
polarity are converted by Q15, and the signal obtained is 
output as the sweep gate clock signal. 

The trigger signal, the waveform of which has been 
shaped, is also supplied to the differentiation circuit and in- 
put to the auto free-run circuit consisting of U3a, U3b, U3c 
and Q16. This circuit detects the presence or absence of 
the output from U3c, and controls the sweep gate so that 
free-run occurs when there is no signal in the AUTO mode. 
The external trigger signal is input via the trigger amplifier 
consisting of Q37 and Q38. The impedance of the external 
input is converted by Q37 and amplified by Q38, so the 
trigger signal is output as a current signal. 

The line trigger amplifier consists of Q24. it amplifies the 
line signal, which has been wave-shaped by the power sup- 
ply high-voltage unit, and outputs it as a current signal. 


Horizontal Sweep Circuit (X74-1430-00) 


The output from sweep gate U2b is determined by the auto 
free-run circuit and schmitt trigger circuit. When Q23 is 
turned OFF via Q3 and Q22, the Miller integrator circuit: 
starts charging at a speed determined by the CR timebase 
circuit. The sweep rate is variable using SWEEP VARIABLE 
VR1. 

The sweep stopper circuit consisting of Q19 and Q20 
detects the voltage output from the Miller integrator cir- 
cuit, inverts the statuses at U4b, c and d, and controls the 
sweep gate via D24 and U4a so as to stop sweeping. At 
the same time, it also controls the holdoff circuit, turning 
Q21 OFF and charging the holdoff capacitor. The voltage 
output from it is detected and returned to U4c again. Its 
status is then inverted and used to control the sweep gate 
so as to start sweeping. 

The sawtooth wave output from the Miller integrator cir- 
cuit is sent to the horizontal output amplifier after its sweep 
rate has been adjusted by VR2. VR10 is used for adjusting 
the horizontal position of the trace. 

VR3 and TC1 are used for adjusting the sweep time of the 
10 yps/div and 10 yus/div ranges respectively. 


Horizontal Amplifier Circuit (X74-1430-00) 

The sawtooth wave signal is input to the emitter of Q25 as 
a current signal, and it is converted into a voltage. The 
horizontal position is obtained similarly by supplying DC 


CIRCUIT DESCRIPTION 


current to the emitter. The signal output from Q25 is sent 
via the emitter-follower of 026, input to the differential 
amplifier of Q27 and Q28, and sent to the final stage via 
the emitter-follower consisting of Q30 and Q31. Q33 and 
Q35 are the constant-current loads for Q32 and 034 
respectively. After the negative feedback, the output with 
the better linearity is used to drive the CRT’s C deflection 
plate at low impedance. 

Q29 is the constant-current supply for biasing Q17 and 
Q28, and is temperature-compensated by D21. D28 and 
D29 are employed to present the delay in response due to 
the switching operation of Q32 and 034. 

TH2 is used for compensating the temperature drift of the 
horizontal amplifier gain, and TH1 is used for correcting the 
temparature drift of the gain in X10 MAG mode. X10 MAG 
refers to the magnification of gain by 10-fold, made possi- 
ble by varying the gain resistance between the emitters of 
Q27 and Q28. 

VR5 is used for adjusting the X10 MAG gain, and VRé4 is 
for adjsuting the position center in X10 MAG mode. 


Blanking Circuit (X74-1430-00) 

Q, the output from sweep gate U2b, and the CHOP signal 
obtained by U1c and d are ANDed at U1a to obtain the 
blanking signal. After its amplitude is varied at Q17 and 
Q18 by the voltage from the INTENSITY VR, it is sent to 
the power-supply high-voltage unit. 


X-Y Circuit (X74-1430-00) 

To prevent sweeping in the X-Y mode, the sweep gate is 
controlled from the mode switch via D18. The CHOP signal 
oscillator is stopped via D4, the vertical mode logic is con- 
trolled by D5 and D7 so that CH1 is ON and CH2 is OFF, 
and the blanking signal is generated by D17. In addition, 
the sawtooth wave signal is switched to the X signal from 
the vertical amplifier unit, and the current signal is supplied 
to the horizontal amplifier circuit. 


CRT G, Bias Circuit and ASTIG Circuit 
(X74-1430-00) 

As the CRT’s G, bias voltage has a large influence on its 
sensitivity and intensity, it is stabilized by Q36 and output 
at low impedance. 

With the ASTIG circuit, +120 V is adjusted by a VR and 
connected directly to the CRT’s second plate. 


Blanking Amplifier Circuit and High Voltage Cir- 
cuit (X68-1450-00) 

The high voltage used for driving the CRT is obtained using 
a DC-DC converter circuit. 

By the oscillation with the non-regulated +10 V power 
supply, Q3 and T1, the secondary coil of T1 outputs the 
‘CRT heater power and the AC power supply for the CRT 


cathode and anode. The power for the cathode and anode 
are rectified by the rectifier block which is filled with epoxy 
resin. 

The high-voltage cathode power supply is double-voltage 
rectified, high-voltage anode power supply is rectified to 6 
times, and —1.5 kV and 4.5 kV high voltages are obtained 
respectively. For this purpose, the converter is designed to 
be a safe circuit without high-voltage leakage, having high 
efficiency and low current consumption. 

The converter is also made highly stable thanks to the feed- 
back applied using operational amplifier U4b. 

For the blanking amplifier circuit, the blanking signal from 
the horizontal sweep unit is supplied to Q10 via the 
emitter-follower of Q13. Q9 is the constant-voltage load of 
Q10. It is subject to negative feedback so it amplifies and 
outputs the signal with low output impedance. 

This blanking signal is DC-regerenated by the carrier signal 
from D14 to D17 and T1 to obtain a high voltage used for 
driving the CRT grid No. 1. 

The focusing high voltage is obtained by dividing the 
cathode high voltage using a resistor with potentiometer, 
and applied to the first plate. 

The external intensity modulation circuit is a simplified cir- 
cuit, in which the input signal is supplied via a resistor to 
the base of Q13 of the blanking amplifier. The input 
voltage is +5 V, and the intensity decreases when the 
voltage increases positively. 

VR2 is the intensity adjustment control. 


Power Supply Circuit (X68-1450-00) 


The constant-voltage regulated power supply circuit is 
designed to be highly stable by using operational amplifiers 
U1a, U1b, U2b, U3a and U3b as the error amplifiers of all 
of five lines. Q1 to Q7 are the control transistors. VR1 is 
used to adjust — 10 V, which is the reference voltage of all 
error amplifiers. 


Calibration Voltage Generator Circuit 
(X68-1450-00) 

This is an oscillation circuit using operational amplifier U2a 
and outputs a highly stable signal. VR3 is used to adjust the 
amplitude of the calibration voltage output. 


Trace Rotation Circuit (X68-1450-00) 
Q11 and Q12 supply current to the rotator coil. 


Scale Illumination Circuit (X68-1450-00) 


The power is supplied via an independent line deriving from 
the +10 V coil of the power transformer. The voltage is 
rectified by diode bridge D22 and supplied to the illumina- 
tion lamp via a VR and control transistor Q14. 


BLOCK DIAGRAM 
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ADJUSTMENT 


To obtain the best performance, periodically calibrate the 
unit. Sometimes, only one mode need be calibrated, while 
at other times, all modes should be calibrated. When one 
mode is calibrated, it must be noted that the other modes 
may be affected. When calibrating all modes, perform the 
calibration in the specified sequence. 

The following calibration required an accurate measuring 
instrument and an insulated adjusting flat blade 
screwdriver. If they are not available, contact your dealer. 
For optimum adjustment, turn the power on and warm up 
the this equipment sufficiently (more than 30 minutes) 
before starting. 

Before calibrating the unit, check the power supply 
voltage. 


TEST EQUIPMENT REQUIRED 
The following instrument or their equivalent should be used 
for making adjustment. 


oe Model 
quipment 
Impedance: More than 


Digital Multi-; DL-706 | 10 MQ, Measuring range: 
Meter (KENWOOD)! 9.01 V to 199 V 


Frequency: 10 Hz to 
oe aie 10 MHz, constant voltage 
enerator over tuning range 


Frequency: 50 kHz to 
100 MHz, Output impedan- 
ce: 50 2, constant voltage 
over tuning range. 


Output signal: 1 kHz, 
Amplitude: 5 mVp-p to 

5 Vp-p, Accuracy: within 
+1%, Rise time: 35ns or 
less 

1 MHz, Rise time: 1 ns or 
less 


Minimum 
Specification 


SG-503 
(Tektronix) 


Sine-Wave 
Generator 


Square- 
Wave 
Generator 


4343B 
coo! CG-911A 


Pattern 
Generator (KENWOOD) 


Sensitivity: more than 5 mV 
Oscilloscope ec ancee, Frequency response: More 

than 100 MHz 
Time-Marker | TG-501 Time mark: 0.5 s to 0.1ys 
Generator (Tektronix) | repetive waveform 
Bees al input Impedance: 1000 MQ 
Terminati Impedance: 50 0 
7 ees 3 watts type impedance: 


—20 dB attenuation (50 0) 


PG-506 
(Tektronix) 


PREPARATION FOR ADJUSTMENT 

Control Setting 

The control setting listed below must be used for each 
adjustment procedure. 

Exceptions to these settings will be noted as they occur. 
After completing a adjustment, return the controls to the 
following settings. 


NAME OF KNOBS POSITION 


INTENSITY 3 o'clock 

FOCUS Optimum position 

CH1, CH2 POSITION Mechanical center 

<>» H. POSITION/PULL x 10MAG | Mechanical center, push 

VARIABLE CAL 
(SWEEP TIME/DIV, VOLTS/DIV) 

AC-GND-DC (CH1 and CH2) 


DC (GND at no signal) 


MODE CH1 

CH2 POLARITY NORM 

COUPLING AC 

SOURCE V.MODE 

TRIG. LEVEL Mechanical center, push 
TRIG. MODE AUTO 

VOLTS/DIV 10 mV/DIV 


SWEEP TIME/DIV 0.2 ms/DIV 
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ADJUSTMENT 


POWER SUPPLY SECTION ADJ. 


—~10V ADJ. DL 706 VR1 X68 The voltage of the terminal 
(x74 P15 pin 3) should be 
—10 V0.1 V. 

ASTIG, TRIG MODE; X-Y ASTIG, FOCUS For the shapest and roundest spot. 

FOCUS 

INTENSITY AC-GND-DC; GND VR2 X68 Spot disappears in 9 to 10 o’clock 

TRIG MODE; X-Y position. 
TRACE AC-GND-DC; GND TRACE ROTATION VR Trace is in parallel with horizontal 
ROTATION graduation. 


CAL. ADJ. CS 2110 | VR3 X68 Input the Calibration voltage into 
CS-2110, the amplitude should be 
1 Vp-p+2.5%. 


VERTICAL AMPLIFIER SECTION ADJ. (1) 
CRT CENTER VR20 X73 Short the short terminal (TP1). 
. Trace should be in the CRT center. 
CH1 ATT VOLTS/DIV; 10 mV VR1 Trace does not move vertically 
STEP BAL. AC-GND-DC; GND when rotating CH1 variable control. 
La | ~ 


Meabecaw | 
CH1 DC BAL | VOLTS/DIV; 1 mV 
AC-GND-DC; GND 


VR6 X73 Trace does not move vertically 
when rotating CH1 variable control. 
CH2 ATT VOLTS/DIV; 10 mV VR10 Trace does not move vertically 
STEP BAL. AC-GND-DC; GND when rotating CH2 variable control. 
X73 
CH2 DC BAL | VOLTS/DIV; 1 mV 
AC-GND-DC; GND 


VR15 X73 

CH2 INVERT | MODE; CH2 VR16 X73 
VOLTS/DIV; 1 mV 
AC-GND-DC; GND 

CH1 MODE; CH1 VR25 X73 
POSITION AC-GND-DC; GND 

a - - 

PG 506 VR11 X73 

VR7 X73 When applying a 1 kHz, 20 mVp-p 

square wave. signal, vertical 

amplitude should be 4 div. 
PG 506 | VR26 When applying a 1 kHz, 5 mVp-p 


Trace does not move vertically 
when rotating CH2 variable control. 


Trace should be overlapped in the 
center of the graduation. 


Set the CH1 position control to its 
mechanical center. Trace should 
be in the CRT center. 


Apply a 100Hz square wave 
signal to display a waveform of 6 
division vertical amplitude. Adjust 
for the best fiat-top waveform. 


Same as CH1. 


CH1 100 Hz 
SQUARE 
WAVE COMP. 


MODE; CH1 
VOLTS/DIV; 10 mV 


CH2 100 Hz 
SQUARE 
WAVE COMP. 


MODE; CH2 
VOLTS/DIV; 10 mV 


MODE; CH1 
VOLTS/DIV; 5 mV 


MODE; CH1 
VOLTS/DIV; 1 mV 


square wave _ signal, vertical 
amplitude should be 5 div. 
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ADJUSTMENT 


Control setting Adjustment control 
PG 506 


MODE; CH2 
PG 506 


VOLTS/DIV; 5 mV 
CH1 MODE; CH1 SG 503 VR8 X73 
OUTPUT CS 2110 


oa TRIG MODE; X-Y PG 506 X73 


VOLTS/DIV; 
HORIZONTAL AMPLIFIER AND SWEEP SECTION ADJ. 


10 mV (CH2) 
1 ms SWEEP | SWEEP TIME/DIV; TG 501 VR2 X74 
TIME 1 ms 


10 ms SWEEP TIME/DIV; TG 501 VR3 X74 


SWEEP TIME 10 ms 
10 us SWEEP TG 501 TCi X74 
TIME 
_ yr. | - 
PULL x 10MAG; 
PULL 
MAG CENTER; SWEEP TIME/DIV; 
1 ms 
PULLx 10 MAG; 
PUSH 
X POSITION TRIG MODE; 


AUTO=X-Y 
AC-GND-DC; GND 
VERT MODE 
TRIG OFFSET 


When applying a 1 kHz, 20 mVp-p 
square wave signal, vertical 
amplitude should be 4 div. 


< 
a 
~ 
x< 
~ 
Ww 


73 When applying a 1 kHz. 5 mVp-p 
square wave signal, vertical 


amplitude should be 5 div. 


Connect the CH1 OUTPUT con- 
nector to channel 1 of test 
oscilloscope through a 50 ohm 
BNC cable. Set test oscilloscope; 
CH1 VOLTS/DIV for 50 mV posi- 
tion. Applying a 50 kHz sine wave 
for 6 div on the CRT screen, 
display a 5 divisions vertical 
amplitude on the test oscillo- 
scope. 


MODE; CH2 
VOLTS/DIV; 1 mV 


< 
ay 
i) 
“I 
3 


< 
be 
mab 
0 


When applying a 1 kHz, 50 mVp-p 
square wave signal, horizontal 
_ amplitude should be 5 div. 


Pulse should be on each division 
on the graduation line. 


11th pulse should correspond to 
the right end of the graduation 
line. 


11th pulse should correspond to 
the right end of the graduation 
line. 


Set H. POSITION control to its 
mechanical center. The left end of 
trace should correspond to the left 
end of the graduation line. 


SWEEP TIME/DIV; 
10 ps 


TRIG MODE; AUTO 
SWEEP TIME/DIV; 
1 ms 


Interval of pulses should be 10 div 
when applying a 1 ms time marker 
signal. 


SWEEP TIME/DIV; 
1 ms 


The center of pulse should be 
center of the graduation scale 
when applying a 5 ms time marker 
signal. 

H. POSITION...mechanical center. 


Adjust the left end of trace for the 
ieft end of the graduation line. 
When switching the TRIG MODE 
switch to X-Y position, spot 
should be the center of the screen. 


When applying a 50 kHz, 8 div 
sine wave signal. CH1 trace 
should correspond to CH2 trace. 


TRIG SOURCE; 
VERT MODE 
MODE; ALT 
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ADJUSTMENT 


VERTICAL AMPLIFIER SECTION ADJ. (2) 


CH1 WAVE PG 506 TCO3 
SHAPE TCO4 
CH2 WAVE PG 506 TCO7 
SHAPE TCO8 


Same as 10 mV range, a best flat 
top waveform should be obtained. 
TCO3...0.1 V TCO4...1 V 


Same as 10 mV range, a best flat 
top waveform should be obtained. 
TCO7...0.1 V TCO8...1 V 


Same as 10mV _ range. Input 
capacity should be 22 pF +3 pF. 
TCO1...0.1 V TCO2...1 V 


CH2 INPUT 
CAPACITY 


Same as 10mV_ range. Input 


CH1 INPUT 4343B TCO1 
CAPACITY TCO2 
4343B TCO5 

TCO6 capacity should be 22 pF +3 pF. 

TCO5...0.1 V TCO6...1V 


CH1 SWEEP TIME/DIV; PG 506 TC6, VR22, TC1, VR3 X73 When applying a 1 MHz, square 
OVERSHOOT 0.2 ws TC5, VR21, TC2 wave signal, vertical amplitude 
VOLTS/DIV; 10 mV should be 6 div. 

Set TC2 at mechanical center, for 
the sharpest waveform. 

. TC6, VR22, TC1, VR3...mid 
range flat top waveform 

TC5, VR21...high range flat top 
waveform 

Set VOLTS/DIV to 10mV _ for 
6 div+3% vertical amplitude 
waveform. Overshoot should be 
+3%. 

CH2 SWEEP TIME/DIV; PG 506 TC3, VR12 X73 When applying a 1 MHz square 
OVERSHOOT TC4, TC7 


0.2 us wave signal for 6 div vertical 
VOLTS/DIV; 10 mV 


amplitude. 

TC3, VR12...mid range flat top 
waveform 

TC4...high range flat top wave- 
form 

TC7...peak top waveform. Over- 
shoot should be +3%. 
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VERTICAL AMP UNIT (X73-1640-00) 


HORIZONTAL AMP & SWEEP UNIT 


(X74-1430-00) 


ADJUSTMENT 


VR20 


VR2l © CRT CENTER 
1 


CHI,2 @ 
High range Mid range 


High ronge Mid range 


TC? VRI7 VRIS 
VRI9 


CH2 C 
High ronge CH2) x-Gain Ox-Pos! 


VRI6 
VRI2 TC3 


8 
NORM=INV CH2 @ OCH2 Mid range CH! @ cw 
o8 


| Mid ronge 


VRIS 
DC BAL @ 


VRIO 
@ 


STEP ATT BAL 


VRI | 
& l00Hz Square wave 


TCO? TCOB 


O.IV 10kHz IV IOKHz 
TcOS TCOG6 
OO: <1 


Q.ivCap. IVCop. 


VR4 
@ MAG CENTER 


VRS 
© MAG GAIN 


TC4 
Ocn2 High range 


Pos! ~ mid ran 


L. 
VR26 
imV GAIN mee ae 


VR2 VRI 


100Hz @ @ STEP ATT BAL 
Squore wove 


TCO3 TCO4 


O.1VIOkH? IV IOkHz 
TCO] TCO2 
QO 


O.1V Cap. IV Cap. 


TC | 


lOys/DIV 


VR3 


VRe 
imsvow @ © ioms/ow 


iS) 
VR9 
kK. POSI 


15 


ADJUSTMENT 


POWER SUPPLY & H.V UNIT (X68-1450-00) 


VR 1 
‘S) -10V ADJ. 


VR 3 
®& CAL ADu. 


Heat sink 
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TROUBLESHOOTING 


r--+ (Check INTENSITY, # POSITION «» POSITION) 


Vertical axis 
‘operation 


When connected 


When disconnected between between P15 
NG P15 (X74) and P15 (x68) (X74) and P15 
respectively. (X68) respectively. 


P30 (X74) 
voltage 022, Q1 (x68) 


P30 (X74) 
P15 (X74) 


Check and judgement 


YES Malfunction 


Output voltage 
YES of power 


transformer 


Vonage Selec 
tor Fuse holder 


) 


ZN INTEN: CW 
\\ YES nes YES Accelerating, YES a t 
voltage, Collector voltage P 
blanking waveform Pin 3 (X68) MAX '74V 
Q8 collector waveform 16 Q10 (X68) ‘ 
collector bla 
waveform 24y 
4 
T1, G8, U4b re) 30 60 90 
(xéa} ot Rebe Bor se 
7) H. Vottege 
5 
Q17 (X74) base waveform P7 | | 
1 Pin 4 
qusee) 


¢-- (Check, $ POSITION, VARIABLE, VOLTS/DIV) 
; YES YES 
AMP CH 


No 
Yes 
Gab x7 NES i112 KPH NES F 042, 43 IX73)S, YES P24, 25 YA YES YES U46 1x73) SES 
‘Base waveform ‘Base waveform ; Base waveform. Y— (X73) Base waveform 
a raveform 
No NO No NO 
Novem U20, b,c, de 11, 12, 46, 042, 43, 44, 45 Q13, 14, 25, 921, 22, 23, us 
Q7, 8, 9, 10 17, 40, 41 18, 19, 20 Q28, 29, 31, 32 Q27, 30 (X73) 


D1, 2,19 
$2 (x73) 


U5 
D3, 4 (X73) DB, 6 (X73) 17 (X73) D7, 8, 9 (X73) D12, 13 (X73) 


24, 25, 2 
U3, D10, 11, 19 
$4 (X73) 


= wy ma wm 
U2b (Udb) ae a11 (033) an 042 Base Sésl P24 waveform 
Base waveform =", Base waveform ae waveform +48 ‘+47 
14.4 3.24] +45 +395 
ow ™ w 
Condition: Q12 (034) ee 043 teas P25 waveform 
Apply a sine wave signal Base waveform -3 Base waveform 4.4.4 “ar 
to Xinput for 6 div vertical =3.24] +415 +395) 

amplitude. 

[  : CH2 


17 


18 


Ga (x74) \_ YES YES 
Emitter Q5 (X74) base’ 
waveform 


x 


Q13, 14, 15, 46 
D? (X73) 
D10 (x74) 


05, 6, 7, 8, 9, 
10 
U3c (X74) 


Q4 (x74) 


fr inte non-signal, and at AUTO 


can 
4U30 Pin 15 
=3.3 VDC 
(X74) 
Waveform 


oN 
use Pin 4 

1. VDC. 

{x74} 
‘Waveform 


YES 


YES 


U3a, b, d (X74) Won 


javetorm 


2b Pin 14! 
(X74) 
Waveform 


NO 


Q19, 20, D23 
(x74) 


D2~5 (x74) Us, D1 (X73) 


Note: Check the signal refer to table right. 


TROUBLESHOOTING 


O35, 36, 37, 47 
D16 (X73) 
D114 (X74) 


037, 38 D9 D13 an, 2 QM, 12,13, 14 
G24, 12 (x74) (X74) D2& 27 (x74) SpelX74) x74) 


w 
05 (X74) 508 
Base waveform 9 
-0.3 
U3e (X74) 
Pin 14 ae 
waveform +33 


Waveform which synchronized at the center of the signal when applied a sine wave signai for 6 div. 


20 (X73) 


1" 
Q23 Collector 
B20 (X73) 


u2b 
Q15, DI4 (X74) 


3.3 
U2b Pin 9, 14 


B15, 24 
Q16, U4a {x74} 


U4b Pin 12 


fe) 


Wavetorm at auto free-run. 


P14 (X74) P14 (X74) 


@LP7 | 


ADD ues Pin 4 |Pin 15 


P14 (X74) 


e 


ie] 
t 8 
= 
Qa 
=x 
nN 


U2a, D6~8 
(x74) 


Le es Oe 


027 base 
(X74) X signal 
waveform 


PB 
Pin 2 
(x74) 


P5 
Pin 1 
x74) 


85 
70 
55 


€S-1022, C5-1020 


#9 Pin 4, 
(X74) K+, X= 
waveform 


027~35 021, 
28, 29 (X74) 


ws Ww 
fo Ey mash, 
Pin 4 027 
x74) 2 Base = 
aa 7a, ad 
0 
*® “3.36 
Ps a30 
Pin 6 Base -3.6 
(x74) (x73) 
45 —3.84- 
Condition 


Apply a sine wave signal to X input for 6 div vertical amplifude. 


PARTS LIST 


CS-1025 MAIN UNIT 
Y-70-1540-61 


REF. NO 


i es ee 


PARTS NO 
AQ1-1153-02 
AQ1-1154-12 
A13-0901-22 
A13-0993-12 
A13-0906-12 
A13-0910-12 
A20-2795-21 
A21-1082-13 
A22-0851-32 
A23-1665-12 
BO7-0703-04 
BO7-0714-03 
B19-0726-04 
B30-0951-25 
B40-2765-04 
B40-2858-63 
B41-0710-04 
B41-0783-23 
B50-7583-30 
D19-0908-03 
EO4-0257-05 
E18-0365-95 
E21-6660-04 
E21-0667-05 
B23-0018-84 
E23-0042-04 
E23-9513-05 
E23-0552-04 
E23-0561-14 
E30-1819-05 
E31-0564-05 
E31-0717-05 
E31-2633-05 
E31-2634-05 
E31-2636-05 
E31-2638-05 
B31-2639-05 
E31-2640-05 
E31-2641-05 
E31-2643-05 
E31-2644-05 
E31-2645-05 
E31-2646-05 
E33-4092-00 
FO5-3011-05 
FOQ5-5013-05 
F1Q-1587-23 
F10-1593-14 
F11-0996-04 
Fi5-0740-04 
F20- 0658-04 
G01-0909-04 
G16-0609-04 
G16-0611-04 
G16-0612-04 
G16-0614-04 
H01-5793-14 
H10-2828-12 
Hi0-2829-12 
H20-1719-04 
H25-0016-09 
H25-0029-04 
J02-0089-05 
J02-0512-65 
J02-0515-04 
J10-0409-02 
J19-1620-05 
J19-1622-05 
J19-1635-04 
J19-1645-24 
J19-1646-04 
J21-2573-04 
J321-4562-03 
J331-0608-65 
J42-0017-05 
J 42-0528-05 
J59-0463-05 
J61-0408-05 
J361-0522-05 
K01-0518-85 
K21-0860-13 


NAME & DESCRIPTION 
CASE 
CASE 
FRAME 
FRAME 
FRAME 
FRAME 
PANEL 
DECORATIVE PANEL 
SUB PANEL 
REAR PANEL 
ESCUTCHEON 
ESCUTCHEON 
FILTER 
SCALE ILLUM LAMP ASS’Y 
NAME PLATE (SERIAL NO) 
NAME PLATE 
CAUTION LABEL (HIGH VOLTAGE) 
CAUTION LABEL 
INSTRUCTION MANUAL 
EXTEN SION SHAFT 
BNC RECEPTACLE 
INLET SOCKET 
TERMINAL (CAL) 
TERMINAL 
EARTH LUG 
ERATH LUG 
EARTH LUG 
G. TERMINAL 
G. TERMINAL 
CEE CORD 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 


WIRE ASSY 
FUSE 0.3A 
FUSE QO.5A 


SHIELD PLATE 

SHIELD PLATE 

SHIELB CASE 

BLIND PLATE 
INSULATOR 

COIL SPRING 

RUBBER SHEET 
REFLECTOR SHEET (L) 
REFLECTOR SHEET (R) 
REFLECTOR SHEET 
CARTON BOX 

FOAMED STYRENE PAD 
FOAHED STYRENE PAD 
VINYL COVER 
BAG 

POLYETHYLENE BAG (FUSE) 
RUBBER LEG 

LEG 

LEG 

BEZEL 

CORD CLAMP 

CORD CLAMP 

HOLDER FOR LED 
BRACKET 

BRACKET 

HOLDER FOR LEG 
BRACKET FOR CRT 
COLLAR 

BUSHING 

BUSHING 

NYLON RIVET 

WIRE WRAPPING BAND 
WIRE WRAPPING BAND 
HANDLE 

KNOB 


soD00} 
—ROO1 
~—ROO2 


PARTS NO 
K21-0886-03 
K21-0888-04 
K23-0803-13 
K27-0530-14 
L01-9536-05 
L39-0524-05 
N08-0611-04 
NO9-0623-04 
N09-0726-05 
NO9-0731-05 
N09-0739-05 
N10-2030-46 
N14-0602-04 
N14-0624-04 
N14-0625-04 
N15-1036-41 
N17-1030-41 
N19-0725-04 
N30-3004-41 
N36-3035-46 
N32-3006-41 
N34-3012-41 
N88-3008-41 
N89-3008-41 
N89-3016-46 
RO3-1509-05 
RO5-3505-05 
RO5-8001-05 
W01-0503-04 
X68-1450-00 
X73-1640-00 
X74-1430-00 
X81-1600-01 
Y87-2260-00 
1500TH31 
212-3917-05 
AR41338 


RDL4BB2E2204) 
ROL4BB2E220J 


NAME & DESCRIPTION 
KNOB 
KNOB 
KNOB 
KNOB 
POWER TRANSFORMER 
COIL 
DRESSED SCREW 
SCREW 
SCREW 
SCREW 
SCREW 
NUT, HEX 
NUT 
NUT 
NUT 
WASHER, FLAT FOR M3 
LOCK WASHER 
WASHER 
SCREW,. PAN HD H 3X4 
SCREW, PAN HD M 3X35 
SCREW, FLAT HD & 3X6 
SCREW, TRUSS M 3X12 
SCREW, FLAT HD TAP TITE 
SCREW, BINDING TAP TITE 
SCREW, BINDING TAP TITE 


VLR. 10k B 
V.R. 20K 8B 
VR. 3M B 
CORD WRAP 


POWER SUPPLY UNIT 
AMPLIFIER UNIT 
HORIZONTAL SWEEP UNIT 
CRT SOCKET UNIT 


PROBE PC-30 

CRT 

TUBE (PLASTIC) 

LEB (RED) 

RES. CARBON 22 54 61/44 
RES. CARBON ne 5&4 1/44 


POWER SUPPLY & H.V UNIT 


REF.NO 


cogil 
c002 
C003 
c004 
co05 
C006 
C007 
CO08 
c009 
C910 
coil 
C012 
C013 
c014 
C015 
C016 
C017 
C018 
c019 
cd20 
C821 
C022 
C023 
C024 
C025 


X68-1450-00 


PARTS NO 
E31-2170-05 
F01-0813-05 
F01-08855-03 
FI5S-0727-04 
F20-0516-05 
J25-5197-13 
J32-0848-04 
L19-0419-905 
N09-0623-04 
N09-0731-05 
N14-0626-04 
N19-0191-65 
WO02-0424-05 
CEQ4WIE2224 
CEO4W1HO10N 


CEO4BWIHOLON 


CEO4WICIOIN 
CEQ4W1E222M 
CEO4W1IC1OIN 
CEO4W1C102M" 
C$1-0572-05 
CEQ4W1A471M 
CEQAW2E470 

CK45B2H102K 


CC45SLLH39145 


CK45B2H472K 
CEN4W2C108 

CEG4W2A2214 
CEDAWIHOLON 
CK45B2H102K 


CCASSLIH39LJ 


CKA5B2H472K 
CEN4W2A100H 
CEO4WIESSINM 
CKAS5SFIH1O32 


COS2FMLH223K 


CK4A5SB2HL02K 
CK45E3D102P 


NAME & DESCRIPTION 
JUMPING WIRE 
HEAT SINK 
HEAT SINK 
HOLDER (NEON TUBE) 
INSULATOR 
PCB (UNMOUNTED) 
BOSS 
CONVERTOR TRANSFORMER 
SCREW 
SCREW 
NUT 
WASHER NONMETAL 
HIGH VOLTAGE POWER BLOCK 
CAP. ELECTRO 2208 20% 25V 


CAP. ELECTRO 1 20% SOV 
CAP. ELECTRO 1 20% 50¥ 
CAP. ELECTRO 100 20% I16V 
CAP. BLECTRO 2200 20% 25V 
CAP. ELECTRO 100 20% 16V 
CAP. ELECTRO 1000 20% 16V 
CAP. CERAMIC 0.1 12V 
CAP, ELECTRO 470 20% 10V 
CAP. ELECTRO 47 2504 


CAP. CERAMIC 1000P 10% 5S00V 
CAP. CERAMIC 390P 5% 50V 
CAP. CERAMIC 4700P 10% 500¥ 


CAP, ELECTRO 10 160¥ 
CAP. ELECTRO 220 20% 100V 
CAP. ELECTRO 1 20% SOV 


CAP. CERAMIC 1000P 102 S00V 
CAP. CERAMIC 390P 5% 504 
CAP. CERAMIC 4700P 10% 500V 
CAP. ELECTRO 12 20% 100V 
CAP. ELECTRO 339 20% 25V 
CAP, CERAMIC 0.91 50¥ 
CAP. MYLAR 6.922 10% SQV 
CAP. CERAMIC 1000P 10% 5S500V 
CAP. CERAMIC 1000P 2KY¥ 


REF.NO 


CO26 
C027 
C628 
C029 
C030 
C031 
C032 
C033 
C034 
C035 
C036 
C037 
C038 
c0338 
co40 
co41 
C042 
C043 
C044 
c045 
C046 
C047 
C048 
C049 


DOO1 
D002 
D003 
DOO4 
D005 
DOOG6 
D607 
D008 
DOOS 
D019 
BO11 
DO12 
DO13 
DO14 
BO1S 
DO16 
DO17 
D018 
D019 
DI20 
0021 
DN22 


FOQ1 


L001 
LQ02 
L003 


NLOO1 
NLOO2 


POO6 
PO07 
P008 


P015 
POIE6 


P019 
P020 
PO21 
P022 
P023 


P03] 
P032 


Qcdt 
aga2 
0003 
004 
0005 
Q006 
Q007 
a008 
8009 
Q010 
Qoil 
012 


20 


PARTS NO 


COS2FMIHIS3K 
C91-0571-05 
CQS2FMIHIS4K 
CEQ4FWIC470" 
C91-0571-05 
C91-0571-05 
€91-0571-05 
C91-0571-05 
CEDAW2C2R2 
CE04W2C100 
C91-0572-05 
CK4SB2H472K 
CCASCHIHI80J 
CCASCH2HOLOC 
CCASCHIH270J 
CED4BWIHOLOM 
NO USE 
CQS2FMIHIO3I 
CCASSLIWATIJ 
CCASSLIWATII 
NO USE 

CEO4H1HO10M 
CC45CHIHIOOD 
CCASCHIHI20J 


S2VB40F 
KTZ105C 
MTZ10JC 
MTZS.1J8 
MTZ3.3JA 
188132 
S1VB20 
15$132 
SIVBE8 
1$$132 
188132 
188132 
1S81382 
1SR35-200 
15R35-290 
1$583 
18883 
188132 
188132 
158132 
1$S8132 
S1V¥B20 


F06-8011-05 


L40-1011-13 
L49-1011-13 
L40-1021-93 


NE-28 
NE-2B 


E40-7016-05 
EB40-0535-05 
E40-0335-05 


£40-0773-05 
E40-0273-85 


EB40-0273-05 
£40-0273-05 
E40-0273-05 
E£40-0373-05 
E40-0473-05 


£40-0273-65 
E40-0373-905 


258950 (P,Q) 
2501276 (P,Q) 
258950 (P,Q) 
2SA1306B (0, ¥) 
2802271 (EB) 
258940 (P) 
2802909(S,T) 
250613 (E) 
2SA1208(S, 7) 
2sC2910(S, T) 
2801384 (8, S) 
2SAG84 (KR, S) 


CAP. 
CAP. 
CAP. 
CaP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 
CAP. 


CAP. 
CAP. 
CAP, 


CAP. 
CAP. 
CAP. 


DIO 
DIO 
DIO 
DIO 
DIO 
BIO 
DIO 
DIO 
DIO 
D10 
DIO 
D10 
DIO 
DIO 
DIO 
DIO 
DIO 
DIO 
DIO 
DIO 
DIO 
DIO 


FUS 


FER 
FER 
FER 


NEO 
NEO 


PIN 
PIN 
PIN 


PIN 
PIN 


PIN 
PIN 
PIN 
PIN 
PIN 


PIN 
PIN 


TR. 
TR. 
TR. 
TR. 
TR. 
TR. 
TR. 


TR. 
TR. 
TR. 
TR. 
TR. 


PARTS LIST 


NAME & DESCRIPTION 


MYLAR 

CERAMIC 
MYLAR 

ELECTRO 
CERAMIC 
CERAMIC 
CERAMIC 
CERAMIC 
ELECTRO 
ELECTRO 
CERAMIC 
CERAMIC 
CERAMIC 
CERAMIC 
CERAMIC 
ELECTRO 


MYLAR 
CERAMIC 
CERAMIC 


ELECTRO 
CERAMIC 
CERAMIC 


BRIDGE 
ZENER 
ZENER 
ZENER 
ZENER 


DE, 
DE, 
DE, 
DE, 
DE, 
DE 
DE 
DE 
DE 
DE 
DE 
DE 
DE 
BE 
DE 
DE 
DE 
DE 
DE 
DE 
DE 
BE 


E 


RI INDUCTOR 


RI INDUCTOR 
RI INDUCTOR 


N LAMP 
N LAMP 


CONNECTOR 
CONNECTOR 
CONNECTOR 


CONNECTOR 
CONNECTOR 


CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 


CONNECTOR 
CONNECTOR 


PNP 
NPN 
PNP 
PNP 
NPN 
PNP 
NPN 
NPN 
PNP 
NPN 
NPN 
PNP 


SI, 
SI, 
Si, 
SI, 
$1, 
SI, 
SI, 
SI, 
‘SI, 
SI, 
SI, 
SI, 


6.015 10% 50V 


0.01 2KV 

0.15 10% 50V 

47 20% 16V 

0.01 2KV 

0.01 2KV 

0.01 2KV 

0.01 2KV 

oun 160¥ 
10 160V 
0.1 12V 

4700P 10% Soav 
18P 5% 504 

1P 0.25P500V 
27P 5% 50V 

1 20% Sav 

0.01 5% Sav 

470P 5% 50¥ 

470P 52 50V 

I 20% 50V 

10P 9.5P 50V 

12P 5% 50V 

10V 

10V 

5V 

3.29 

0.8A 

1008 

100UH 

1MH 

8 P 

5 P 

3 P 


wr m™ CIE FO OO Na 
wu UU Oo 


REF.NO 
013 
Q014 


ROG1 
R002 
R003 
R004 
R005 
R006 
ROG7 
R008 
R009 
R810 
R011 
R012 
R013 
RO14 
R015 
R016 
R017 
R018 
RO19 
R020 
RO21 
R022 
R023 
R024 
R025 
R026 
R027 
R028 
R029 
RO30 
R$31 
R032 
R033 
R034 
R035 
R036 
R037 
R038 
R039 
R040 
R041 
R042 
R043 
R044 
R045 
RO46 
R047 
R048 
RO49 
R050 
R851 
R052 
R053 
R054 
R055 
R056 
RG57 
R058 
R059 
R060 
R061 
R062 
R063 
RO64 
R065 
RO66 
R067 
R068 
R069 
RO70 
RG71 
R072 


UGo1 
U002 
U003 
u004 


VROO1 
vRo0d2 
VROO3 


PARTS NO 
2SA1175 (F) 
2SD1i276(P,@) 


RDIABB2C561J 
RD14BB2C1034 
RDI4BB2C103J 
RNIABK2C2002F 
RN14BK2C2002F 
RDI4BB2C4725 
RDLABB2C472J 
RDI4BB2C2725 
RDI48B2C1025 
RD14BB2C561J 
RDI4BB2C1935 
RDIABB2C561J 
RDIABB2E162J 
RNIABK2C1002F 
RNI4BK2C2002F 
RD1L4BB2C682J 
RDLACB2E225J 
RD14BB20333J) 
RDLI4BB2E102J 
RNI4BK2C2403F 
RNL4BK2C2002F 
RD14BB2C183J 
RDIABB2C105J 
RDL4BB2C103J 
RDI4BB2E102J 
RNIABK2C1303F 
RNI4BK2C2002F 
RD14BB2C183J 
RDI4BB2C154J 
RD14BB2C10343 
RDLA4BB2C2215 
RDL4BB2C470J 
RDI4BB2E334J 
ROLABB2C1525 
RDI4BB2C104J 
RDI4BB2C152) 
RDLABB2C10N2/ 
RNLA4BK2C2203F 
R92-1033-05 
RDI4BB2C100J 
RDI4BB2C1034 
R92-1034-05 
R92-1050-05 
R92-0808-05 
RDI4BB2C393J 
RDI48B2C102J 
RD14BB203325 
RDOLABB2C1I24J 
RNI4BK2C82028 
RNL4BK2C3301F 
RNI48K2C6201F 
RDI4BB2C2034 
RDL4ABB2C203J 
RNI4BK2C9102F 
RNIABK2C1003F 
RNI4BK2C4302F 
RDI4BB2C1625 
RNI4BK2C2401F 
RNL4BK2C2400F 
RDI4BB2E102J 
RDI4BB2C101J 
RD14BB2C101J 
RDL4BB2C101J 
RDI4BB2C103) 
RDL4BB2C102J 
RDL4BB2C162J 
RDI4B8B2C100J 
RDI4BB2C1225 
ROL4BB2C1005 
NO USE 
RDI4BB2C1025 
RDI4BB2C162J 


NJIMN45580 
NJM4558D 
NJM4558D 
NJM4558D 


R12-1528-05 
R12-5524-05 
R12-0561-05 


TR. 
TR. 


RES. 
RES. 
RES. 
RES, 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES, 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES, 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES, 
RES. 
RES. 
RES. 
RES, 
RES, 
RES. 
RES. 
RES. 
RES. 
RES. 
RES, 
RES, 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 
RES. 


RES. 
RES. 


Ic, 
IC, 
Ic, 
1c, 


RES. 
RES. 
RES. 


NAME & DESCRIPTION 


ST, PNP 
ST, NPN 
CARBON 569 
CARBON 10K 
CARBON LOK 
METAL FILM 20K 
METAL FILM 20K 
CARBON 4.7K 
CARBON 4.7K 
CARBON 2.7K 
CARBON 1K 
CARBON 560 
CARBON 10k 
CARBON 560 
CARBON 1K 
METAL FILM 10K 
METAL FILM 20K 
CARBON 6.8K 
CARBON 2.24 
CARBON 33K 
CARBON 1K 
METAL FILM 240K 
METAL FILM 20K 
CARBON 18K 
CARBON 1M 
CARBON 10K 
CARBON 1K 
METAL FILM 130K 
METAL FILM 20K 
CARBON 18K 
CARBON 150K 
CARBON 10K 
CARBON 220 
CARBON 47 
CARBON 330K 
CARBON 1.5K 
CARBON 109K 
CARBON 1.5K 
CARBON 1K 
METAL FILM 220K 
METAL FILM 334 
CARBON 10 
CARBON 10K 
METAL FILM 47H 
METAL FILM 5.14% 
METAL PILM 10% 
CARBON 39K 
CARBON 1K 
CARBON 3.3K 
CARBON 120K 
METAL FILM 82K 
METAL FILM 3.3K 
METAL FILM 6.2K 
CARBON 20K 
CARBON 20K 
METAL FILM S1K 
METAL FILM 100K 
METAL FILM 43K 
CARBON 1.6K 
METAL FILM 2.4K 
METAL FILM 240 
CARBON 1K 
CARBON 100 
CARBON 100 
CARBON 100 
CARBON 10K 
CARBON 1K 
CARBON 1K 
CARBON 10 
CARBON Veak 
CARBON 10 
CARBON 1K 
CARBON 1.6K 
OP AMP 
OP AMP 
OP AMP 
OP AMP 
SEMI] FIXED IK B 
SEMI FIXED 100K B 
SEMI FIXED 100 B 


1/68 
1/6 
1/6W 
1/68 
1/6 
1/6W 
1/6W 
1/6W 
1/68 
1/6W 
1/6W 
1/68 
1/4W 
1/6W 
1/6W 
1/64 
1/4W 
1/6W 
1/4W 
1/64 
1/648 
1/64 
1/64 
1/60 
1/4W 
1/68 
1/64 
1/6W 
1/68 
1/6W 
1/6 
1/6W 
1/4W 
1/6 
1/6W 
1/64 
1/6W 
1/648 
1/48 
1/648 
1/6W 
1/2 
1/24 
ii 
1/68 


“1/64 


1/64 
1/68 
1/6W 
1/6W 
1/6W 
1/6 
1/64 
1/648 
1/68 
1/68 
1/64 
1/64 
1/68 
1/44 
1/64 
1/6W 
1/6W 
1/6W 
1/68 
1/64 
1/68 
1/68 
1/60 


1/6W 
1/6W 


VERTICAL AMP UNIT 
X73-1640-00 


NAME & DESCRIPTION 


REF. NO 


C001 
co02 
C003 
coa4 
c005 
C006 
C007 
c008 
C809 
C010 
colt 
CO12 
C013 
C14 
C015 
C016 
C017 
C018 
c019 
C020 
C021 
C822 
C023 
C024 
C025 
C026 
C027 
C028 
C029 
C030 
C031 
C032 
C033 
C834 
C035 
C836 
C037 
C038 
C039 
C040 
C041 
C042 
C043 
C044 
C045 
C046 
C47 
C048 
C49 
c050 
C051 
C052 
C053 
C054 
C055 
C056 
C057 
ca58 
059 
c060 
C061 
C062 
CO63 
C064 
C065 
C066 
C067 
C868 
C069 
ce70 
Covi 


PARTS NO 
E31-2170-05 
£33-4113-00 
FQ1-0857-05 
F10-1588-04 
F10-1589-04 
F1Q-1590-14 
$25-5106-22 
N30-3006-46 
R92-1061-05 
212-1018-05 
C91-0501-05 
CC4SFCHIH3305 
C91-0502-05 
CCA45CHIR22145 
€91-0769-05 
CED4WICATON 
CC45FCHIHO89D 
CEQ4WICATOM 
CEO4W1C1004N 
C91-0769-95 
C91-0769-05 
CC45FCHIH1I5045 
CC4SCHIH221) 
CC45FCHIHI808 

NO USE 
CC45FCH1H2205 
C91-0769-05 
CC45FCHIHGIOC 
CC45FCH1HO30C 
CCA45FCHIHI504J 
CC45FCHIH27TOS 
CC45FCH1HO80D 
CEQ4BWLE2204M 
C91-0501-05 
CC45FCHIH3305 
C91-0502-05 
CA92FMIHIOSK 
C91-0769-05 
CEQ4WIC470N 
CCA45FCHIHOBOD 
CED4H1C4704 
CEO4W1C100% 
C91-0769-95 
C€91-0769-05 
CC45FCHLH1ISOJ 
CC45FCHIH2214 
CC45FCHIH1I895 

NO USE 
CC45FCRIH2205 
C91-0769-05 
C91-0769-05 
CEOQMWIASSIN 
CC45FCHIHISOJ 
CC4SFCHIHO70D 
CEQAWIAS3IM 
CC45SLIHATIS 
CQ92FHIHIO4K 
C91-0769-065 
CCA4SFCHIHOSOC 
CC45CH1H221) 
CCA5FCHIHI00D 

NO USE 
CEQ4WICLOLS 
CEQ4WIC470K 
C91-6769-05 
CEQ4W1C101% 
CEQ4WIC470N 
€91-0769-05 
C91-0769-05 
CEQ4HIC330N 
€91-0769-05 
CEQ4wic471M 
C91-0769-05 
CEQ4WIC33ON 
C91-0769-05 
CEQ4H1C330N 
C91-0769-05 
CEQ4WiC4714 
C91-0769-85 
CEQ4H1C3308 
€91-0769-05 


JUMPING WIRE 
WIRE ASSY 
HEAT SINK 
SHIELD PLATE 
SHIELD PLATE 
SHIELD PLATE 


PCB (UNMOUNTED) 


SCREW, PAN HD 
JUMPING RES. 
TUBE (PLASTIC) 


CAP. METAL FILM 
CAP, CERAMIC 
CAP, METAL FILM 
CAP. CERAMIC 
CAP. CERAMIC 
CAP, ELECTRO 
CAP. CERABIC 
CAP. ELECTRO 
CAP, ELECTRO 
CAP, CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP, CERAMIC 
CAP, CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP, CERAMIC 
CAP, ELECTRO 
CAP. METAL FILM 
CAP. CERAMIC 
CAP. METAL PILM 
CAP. MYLAR 
CAP, CERAMIC 
CAP. ELECTRO 
CAP, CERAMIC 
CAP. ELECTRO 
CAP. ELECTRO 
CAP, CERAKIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP, CERAMIC 
CAP. ELECTRO 
CAP, CERAMIC 
CAP. CERAMIC 
CAP, ELECTRO 
CAP. CERAMIC 
CAP. MYLAR 
CAP. CERAMIC 
CAP, CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. ELECTRO 
CAP. CERAMIC 
CAP. ELECTRO 
CAP, ELECTRO 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. CERAMIC 
CAP, ELECTRO 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. CERAMIC 
CAP, ELECTRO 
CAP. CERAMIC 


PARTS LIST 


M 3X6 

ZERO OHM 
0.047 10% 630V 
33P 5% 50V 
0.01 20% 630V 
220P 5% S0V 
0.01 20% 16V 
47 20% 16V 
BP 0.5P 50V 
47 20% 169 
10 20% 169 
0.01 20% 169 
0.01 20% 16V 
15P 5% 90V 
220P Sk Sav 
18P 5% ov 
22P 5% SOV 
0.01 20% 16V 
1P 0.25P50¥ 
3P 0.25P50¥ 
15P 5% S0V 
oiP 5% 6S0V 
8P 0.5P SOV 
22 20% 25V 
0.047 10% 6389 
33P 5% 5av 
0.01 20% 630¥ 
0.01 10% 50V 
0.01 20% 16V 
47 20% 16V 
8P 0.5P 504 
47 20% 16V 
10 20% 16V 
0.01 20% 16V 
0.01 20% 16V 
15P 5% SOV 
220P Sk 50V 
18P 5% SOV 
22P 5% 50V 
6.01 20% 16V 
0.01 20% 16¥ 
330 20% 104 
15P 5% 50V 
TP 0.5P 509 
330 20% 10¥ 
470P 5% 50¥ 
0.1 10% 50¥ 
0.01 20% 16V 
5P 9.25P50¥ 
220P 5% SOV 
10P Q.5P SOV 
106 20% 16V 
47 20% 16V 
0.01 20% 16V 
100 20% 16¥ 
47 20% 16V 
0.91 20% 16V 
0.01 20% 16V 
33 20% 169 
0.01 20% 16V 
470 20% 16V 
0.01 20% 169 
33 20% 16V 
0.01 20% 169 
33 20% 16V 
0.01 20% 169 
470 20% 16V 
0.01 20% 16V 
33 20% 16V 
0.01 20% 16V 


REF.NO 
CO72 
c073 
CO74 
Cd75 
CO76 
C077 
c078 
co79 
c080 
cd81 
C82 
C083 
C084 
C085 
C086 
C087 
C088 
C089 
C0990 
co91 
C092 
C093 
C094 
c095 
C896 
C097 
C098 
C099 
cio 


D001 
DO02 
D803 
D004 
D005 
D006 
D007 


DO08 
D009 
BO10 
DOI1 
BQ12 
D013 
DG14 
D015 
BO16 
D017 
DOL8 
D013 
D020 


J014 


J026 
J027 


J076 
J080 
J090 
J099 


PO17 
PO18 


P023 
PQ24 
P025 
PO26 
PQ27 
P028 
PQ29 


001 
0002 
a003 
ano4 
a0d5 
a006 
Q007 
008 
9009 
a010 


PARTS NO 
C91-0769-05 
CEO4WIC3304N 
CEQ4WIC330M 
CE04W2A2208 
CK45B2H472K 

NO USE 
C91-0572-05 
C91-0572-05 
CC45FCHIH200J 
CAS2FMIH1I0N4K 
CC45FCHIH180J 
CC45FCHIHO10C 
CCASCHLHIS814 
CCA45CHIH4ATOS 
CEO4DWOI153H 
CEO4DWOSIS3H 
CCOA4SFCHIHIOLS 
CCASFCHIHIOLS 
CC4SFCHIH22145 
CC45FCH1LH200J 
C91-0769-05 
CEQ4WIC330K 
C91-6769-95 
C91-0769-05 
CEO4dWIC330N 
CES4W1HO1ON 
CQ92FMIHIO4K 
CAS2FMIHIO4K 
CCA4SFCHIAL20J 


188132 
ATZ5.1J5B 
188132 
1$$132 
188132 
1$$132 
188132 


188132 
18$132 
188132 
MTZ5.1J5B 
185132 
1SS132 
188132 
188132 
18$132 
MTZLOJSC 
MTIZS.1IB 
MTZS.1J5B 
1$$132 


E31-2648-05 


E31-2652-05 
E31-2651-05 


E31-2702-05 
£31-2702-05 
E31-2763-05 
B31-2703-05 


E40-0473-05 
E40-0273-05 


E40-0473-05 
£23-0503-05 
E23-0503-05 
£40-0673-05 
£48-0373-05 
NO USE 

B40-0273-05 


2SK184(¥) 

2541005 (K) 
25K304 (E) 

2SK304 (EB) 

2SA1005 (K) 
2SA1005(K) 
2SA1005 (K) 
2SAL005 (K) 
2502785 (F) 
2802785 (F) 


NAHE & DESCRIPTION 


CERAMIC 
ELECTRO 
ELECTRO 
ELECTRO 
CERAMIC 


CERAMIC 
CERAMIC 
CERAMIC 
MYLAR 

CERAMIC 
CERAMIC 
CERAMIC 
CERAMIC 
ELECTRO 
ELECTRO 
CERAMIC 
CERAMIC 
CERAMIC 
CERAMIC 
CERAMIC 
ELECTRO 
CERAMIC 
CERAMIC 
ELECTRO 
ELECTRO 
MYLAR 

MYLAR 

CERAMIC 


DIODE 
DIODE, 
DIODE 
DIQDE 
DIODE 
DIODE 
DIODE 


DIODE 
DIODE 
DIODE 
DIODE, 
DIODE 
DIODE 
DIOQBE 
DIODE 
DIODE 
DIODE, 
DIODE, 
DIODE, 
DIODE 


ZENER 


ZENER 


ZENER 
ZENER 
ZENER 


LEAD 


LEAD 
LEAD 


WIRE 
WIRE 


LEAD WIRE 


LEAD WIRE 


LEAD WIRE 


LEAD WIRE 
PIN CONNECTOR 
PIN CONNECTOR 


PIN CONNECTOR 
TERMINAL 
TERMINAL 
PIN CONNECTOR 
PIN CONNECTOR 


PIN CONNECTOR 


PET, N-CHANNEL 
TR. SI, PNP 
FET, N-CHANNEL 
FET, N-CHANNEL 
TR. SI, PNP 
TR. SI, PNP 
TR. SI, PNP 
TR. SI, PNP 
TR. SI, NPN 
TR. SI, NPN 


WIRE WITH 


WITH 
WITH 


WITH 
WITH 
WITH 


WITH 


0.01 20% 16V 
33 20% 16V 
33 20% 16V 
22 20% 1009 
4700P 10% SO0¥ 
0.1 12V 
0.1 12V 
20P 5% 50V 
0.1 10% 50¥ 
18P 9% SOV 
1P 0.25P50V 
180P Sk 50¥ 
47P 5% SOV 
5000 20% 6.3V 
5006 20% 6.39 
100P 5% SOV 
100P 5% S50¥ 
220P 5% 50V 
20P 5% 50V 
0.01 20% 16¥ 
33 20% 16V 
0.01 20% 169 
0.01 20% 16V 
33 20% 169 
l 20% 50¥ 
0.1 10% SOV 
0.1 10% SOV 
Lee 5% 50V 
5V 

ov 

10V 

5V 

5V 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 

4 P 

2 F 

4 P 

6 P 

oP 

r 


21 


PARTS LIST 


REF.NO PARTS NO NAME & DESCRIPTION REF.NO PARTS NO NAME & DESCRIPTION 
Q011 28C3315(C,D) TR. SI, NPN RO48 RD14BB2C220) RES. CARBON 22 5% 1/6W 
Q012 2803315(C.D) TR. SI, NPN R049 RDIL4BB2C220J RES CARBON 22 5% 1/6H 
0013 28C2785(F) TR. SI, NPN RO50 RDI14BB2C182) RES. CARBON 1.8K 5% 1/6W 
0014 28C2785(F) TR. SI, NPN ROS] RD14BB2C1823 RES. CARBON 1.8K 5% 1/6W 
Q015 28C2785(F) TR. SI, NPN ROS2 RDI4BB2E220J RES. CARBON 22 5% 1/4W 
a016 2S¢2786(K) TR. SI, NPN R053 RD14B82C2205 RES. CARBON 22 5% 1/68 
Q017 282786 (K) TR. SI, NPN RO54 RNI4BK2C5600F RES. METAL FILM 560 1% 1/6W 
Q018 28C2785(F) TR. SI, NPN RO55 RNI4BK2C5600F RES. METAL FILM 560 1% 1/64 
0019 2S8C2785(F) TR. SI, NPN R056 RD14BB2C124J RES. CARBON 120K 5% 1/64 
0020 2SA1175(F) TR. SI, PNP ROST RDI14BB2C5114 RES. CARBON 510 5% 1/6W 
Q021 25K184(Y) FET, N-CHANNEL R058 RDI4BB2E]0Q0J RES CARBON 10 5% 1/46 
0022 2S81005(K) TR. SI, PNP ROS59 RDI4BB2E100J RES. CARBON 10 5% 1/4W 
0923 25K304 (CE) FET, N-CHANNEL R060 RDI4BB2C101J RES CARBON 160 5% 1/6W 
a024 28K304(E) FET, N-CHANNEL RO61 RDI4BB2C101J RES. CARBON 100 5% 1/64 
g025 2541005 (K) TR. SI, PNP R062 RDI4BB2C512J RES CARBON 5.1K 5% 1/68 
0026 2S81905(K) TR. SI, PNP RO63 RDI4BB2C222) RES. CARBON 2.2K 5% 1/6W 
Q027 2S81005(K) TR. SI, PNP RO64 RDI4BB2C222J RES. CARBON 2.2K 5% 1/6W 
Q028 2S41005(K) TR. SI, PNP ROGS RDL4BB2C7515 RES. CARBON 750 Si 1/6W 
0029 2581005(K) TR. SI, PNP R066 RDI4BB2C132J RES. CARBON 1.3K 5% 1/64 
Q030 2SA1005(K) TR. SI, PNP ROG7 RDIABB2C682J RES. CARBON 6.8K 5% 1/68 
0031 2SC2785(F) TR. SI, NPN RO68 RDL4BB2E102J RES. CARBON 1K 54 1/4W 
0032 2802785 (PF) TR. SI, NPN RO69 RDI4BB2E102J RES. CARBON 1K 5% 1/4W 
0033 28¢3315(C,D) TR. SI, NPN RO70 RDI4BB2C1024 RES. CARBON 1K 5% 1/6W 
0034 28¢3315(C,D) TR. SI, NPN RO71 RDI4BB2E101J RES. CARBON 100 5% 1/44 
0035 2SC62785(F) TR. SI, NPN RO72 RDI4BB2E1DLI RES. CARBON 100 Sx 1/44 
0036 2SC2785(F) TR. SI, NPN RO73 RDLABB2E243J RES. CARBON 24K 5% 1/48 
Q037 2502785 (F) TR. SI, NPN RO74 RDL4BB2E392J RES CARBON 3.9K 5% 1/48 
0038 2802786(K) TR. SI, NPN RO75 RDI4BB2C682J RES. CARBON 6.8K 5% 1/6H 
0039 2802786 (K) TR. SI, NPN RO76 RDIABB2E4725 RES. CARBON 4.7K 5% 1/4W 
a040 2502785 (F) TR. SI, NPN RO77 RDI4BB2CIOLJ RES. CARBON 190 5% 1/6W 
Q041 282785 (F) TR. SI, NPN RO78 RDL4BB2C5125 RES. CARBON 5.1K 5% 1/64 
a042 28¢3779(D) TR. SI, NPN RO79 RDIABB2CLOLJ RES. CARBON 100 5% 1/68 
8043 2803779 (D) TR. SI, NPN R080 RDi4BB2C102J RES CARBON 1K 5% 1/6 
Q044 2SC2911¢R,S) TR. SI, NPN R081 RDL4BB2C102J RES. CARBON 1K 5% 1/68 
0045 2SC2911(R,S) TR. SI, NPN RO82 RD14BB2C1003 RES. CARBON 10 54 1/6W 
a0o46 2502785 (F) TR. SI, NPN R083 RDL4BB2C100J RES CARBON 10 S% 1/6W 
Q047 28C2785(F) TR. SI, NPN RO84 RD14BB2C390J RES. CARBON 39 5% 1/6W 
RO85 RDI4BB2C104J RES. CARBON 109K 5% 1/64 
ROO] RDI4BB2E105J RES. CARBON 1M 5% 1/4q ROBG6 RDIABB2E100J RES. CARBON 10 54 1/4 
ROO2 RDIABB2C330J RES. CARBON 33 5% 1/6W RO87 RDI4BB2E105J RES. CARBON 1K 54 1/448 
R003 RNI4BK2E5003F RES. METAL FILM 500K 12% 1/44 RO88 RD14BB2C3304 RES. CARBON 33 5% 1/6W 
ROO4 RNI4BK2ESO03F RES. METAL FILM SOOK 1% 1/44 RO89 RNI4BK2ESO03F RES. METAL FILM 500K 1% 1/44 
R005 RDI4BB2E684J RES. CARBON 680K 5% 1/48 ROSG RNI4BK2E5003PF RES. METAL FILM 500K 1% 1/44 
RGOE RDL4BB2C101J RES CARBON 100 5% 1/64 R091 RDIA4BB2E684J RES CARBON 680K 5% L/4W 
U0) RU Mc. 88: tom R092 RDI4BB2C101J RES. CARBON 100 5% 1/64 
ROE RDL4BB2C681J RES CARBON 680 5% 1/6 
RO93 RDI4BB2C102) RES, CARBON 1K 5% 1/68 
R009 RDI4BB2C1i52J RES CARBON 1.5K 5% 1/64 
R094 RDL4BB2C6814 RES. CARBON 680 5% 1/64 
RO19 RDL4BB2C0242J RES CARBON 2.4X 5% 1/6W 
RO95 RD14BB2C152J RES. CARBON 1.5K 5% 1/68 
RO11 RDI4BB2C681J RES. CARBON 680 5X 1/64 
R096 RDI4BB2C242J RES. CARBON 2.4K 5% 1/64 
RO12 RDI4BB2E511J RES. CARBON 510 5% 1/40 
RO97 RDI4BB2CEB1I RES, CARBON 680 5% 1/64 
R013 RDI4BB2C6843 RES, CARBON 680K 5% 1/6W 
RO98 RDI4BB2C5115 RES. CARBON 510 5% 1/6h 
ROI4 RDI4BR2C511J RES. CARBON 510 5% 1/6W 
RO99 RDI4BB2C684J RES. CARBON 680K 5% 1/64 
RO15 RDI4BB2C105J RES. CARBON 1M 5% 1/6W 
RO1G6 RNI4BK2C1601F RES. METAL FILM 1.6K 1% 1/6W R100 RDL4BB2C5i1J RES. CARBON 510 5% 1/64 
‘ R101 RDI4BB2C1053 RES CARBON 1M 5i 1/60 
RO17 RNI4BK2C1301F RES. METAL FILH 1.3K 1% 1/6W 
R018 RDLABB2C9114 RES CARBON 910 5% 1/6W R102 RNI4BK2C1601F RES METAL FILM 1.6K 1% 1/648 
R103 RNI4BK2C1301F RES. METAL FILM 1.3K 13% 1/64 
RO19 RDI48B2C5614 RES. CARBON 560 5X 1/64 
oie oe R104 RDI4BB2C911J RES. CARBON 910 5% 1/64 
WI4BK2CB2ROR RES. METAL FILM 82.0 1% 1/64 
R105 RDI4BB2C561J RES CARBON 560 5% 1/648 
RO21 ROI4BB2C182J RES. CARBON 1.8K 5% 1/6W 
R106 RNI4BK2CB2ROF RES. METAL FILM 82.0 1% 1/66 
RO22 RDI4BB2C182J RES. CARBON 1.8K 5% 1/6W Se ANTIEROClaod Sees ian oe beer. vets ey 
R023 RDI4ABB2C562J RES. CARBON 5.6K 5% 1/6W 
R108 RDIABB2C1B2J RES. CARBON 1.8K 5% 1/6W 
RO24 RNI4BK2C2700F RES. METAL FILM 270 1% I/6h iad Sepia ee ocee ot Bee Oe ieeon ear ee Aven 
R025 RD14BB204304 RES. CARBON 43 5% 1/64 R110 RNI4BK2C2700F RES. METAL FILM 270 13 1/6W 
R826 RDI4BB2C560J RES. CARBON 56 5% 1/68 
RO27 R111 RDILA4BB2C430J RES CARBON 43 54 1/68 
RDI4BB2C683J RES. CARBON 68k 5% 1/6H R112 RDI4BB2C5604 RES. CARBON 56 54 «1/64 
R028 RDI4BB2C3014) RES. CARBON 300 Sx 1/6W 
R113 RD14BB2C683J RES. CARBON 68K 5% 1/6H 
RO30 RNI4BK2E1501R RES. METAL PILM 1.5K 1% 1/4W 
R031 ARBON 22 5% 1/6H R115 RNI4BK2E1L501F RES METAL FILM 1.5K 1% #1/4W 
ate Se eoona ae ees a ee ee R116 RNI4BK2E1501F RES. METAL FILM 1.5K 1% 1/4W 
b14 R117 RD14BB2C220J RES. CARBON 20 5: 1/68 
RO33  RDI4BB2C301J RES. CARBON 300 5% 1/6H R118 RDI4BB2C2203 RES. CARBON 22 54. 1/64 
RO34 RDL4BB2C6815 RES. CARBON 680 5% 1/64 R119 NO USE 
RO35 RDL4BB2E681J RES. CARBON 680 5% 1/44 R120 RDI4BB2C3014 RES, CARBON 300 5% 1/6H 
RI36 RDI4BB2C682J RES CARBON 6.8K 5% 1/6W R121 RDI4BB2C681J RES CARBON 680 5% 1/6Wh 
RO37 RDL4BB2C4724 RES. CARBON 4.7K 5% 1/68 R122 RDI4BB2EGBI1S RES. CARBON 680 5% 1/4W 
RO38 RDI4BB2C33145 RES. CARBON 330 5X 1/68 R123 RD14BB2C6823 RES. CARBON 6.8K 5% 1/64 
R039 RDI4BB2C561J RES. CARBON 560 5% 1/6W R124 RDI4BB2C472J RES. CARBON 4.7K 5% 1/6W 
RO40 RDI4BB2C561J RES. CARBON 560 5% 1/6W R125 RDI14BB2C3314 RES. CARBON 330 5% 1/6W 
RO41 RDI48B202234 RES. CARBON 22k 5% 41/6W R126 RDI4BB2C561J RES. CARBON 560 5% 1/6W 
RO42 RDd14BB2C163J RES. CARBON 16K 5% 1/6W R127 RDI4BB2C561J RES. CARBON 560 5% 1/6W 
R043 RDL4BB2C101J RES. CARBON 100 5% 1/6W R128 RDI4BB2C223] RES. CARBON 22K 5% 1/6W 
R044 RD14B82C101J RES. CARBON 100 5% 1/60 R129 RDL4BB2C03933 RES. CARBON 39K 5% 1/64 
R045 RDL4BB2C243J RES CARBON 24K 5% 1/6W R130 RDIA4BB2Ci101J RES CARBON 100 5% 1/68 
RO46 RNI4BK2C2401F RES. METAL FILM 2.4K 2% 1/6W R131 RDI4BB2C10143 RES. CARBON 100 5% 1/6W 
RO47 RWIABK2C2401F RES. METAL FILM 2.4K 1% 1/6W R132 RDI4BB2C101J RES. CARBON 100 5 1/64 


REF.NO 


R133 
R134 
R135 
R136 
R137 
R138 
R139 
R149 
R141 
R142 
R143 
R144 
R145 
R146 
R147 
R148 
R149 
R150 
R151 
R152 
R153 
R154 
R155 
R156 
R157 
R158 
R159 
R166 
R161 
R162 
R163 
R164 
R165 
R166 
R167 
R168 
R169 
R179 
R171 
R172 
R173 
R174 
R175 
R176 
R177 
R178 
R179 
R180 
R181 
R182 
R183 
R184 
R185 
R186 
R187 
R188 
R183 
R190 
R191 
R192 
R193 
R194 
R195 
R196 
R197 
R198 
R199 
R200 
R201 
R202 
R203 
R204 
R205 
R206 
R207 
R208 
R209 


R210 
R211 
R212 


S001 
$092 
$003 
$004 


PARTS NO 
RDidBB2CIOLJ 
RDI4BB20223J 
RDI4BB20393J 
RDI4BB2C181J 
RNI4BK2C2401F 
RNI4BK2C2401F 
RDI4BB2E220J5 
RDI4BB2E229J 
RDid4BB2C182) 
RD14BB2C182) 
RDIL4BB2C228J 
RD14BB2C22045 
RNI4BK2CS600F 
RNI4BK2CS600F 
RDI4BB2C124) 
RDI4BB2C5114 
RDI4BB2E100J 
RDI4BB2E100J 
RDI4BB2Ci01J 
RDI4BB2C101) 
RD14BB2C512J 
RD1I4BB2C0222) 
RD14BB2C0222) 
RDI4BB2C7514 
RDLA4BB2C132J 
RDI4BB2CE682J 
RDI4BB2E273J 
RDi4BB2ci02J 
RDI4BB2C102J 
RDI4BB2C102J 
RD14BB2E101J 
RDI4BB2E101J 
RDO14BB2C243) 
RD14BB2C0392J 
RDI4BB2E100J 
RDI4BB2C100J 
RDI4BB2C822J 
RDLABB2C822J 
RNL4BK2E1001F 
RNI4BK2E1001F 
RNI4BK2E3300F 
RNI4BK2E3300F 
RDIABB2E220J 
RD14BB2C220J 
RBI4BB2C1825 
RDI4BB2C182J 
RDI4BB2E220J 
RDI4BB2E220J 
RD14BB2C101J 
RD14BB2C1014 
RD14BB2C822) 
RNI4BK2CE8ROF 
RD14BB2C241J 
RDI4BB2C2214 
RDI4BB2E101J 
RD14BB2E1 014 
RD14BB2C561J 
RDI4BB2C752J 
RNI4BK2E1003F 
RNI4BK2EL003F 
RSI4AB3H7514 
RS14AB3H7514 
RNi4BK2C1102F 
RDIL4BB2C334J 
RD14BB2C102J 
RDI4BB2C221) 
RD14BB2C241 4 
ROLABB2C5614 
RBD14BB202213 
RDLABB2C2214 
RDidBB2C6215 
RDI4BB2C5614 
RD14BB2C1334 
RDI4BB2C102J 
RD14BB2C103J 
RDIABB2C1025 
RD14BB2C510) 


RD14BB2C5103 
RN T4BK2C1O00F 
RN 14BK2C1000F 


$32-4007-05 
$0 2-4505-05 
$32-4007-05 
$0 2-4505-65 


NAME & DESCRIPTION 


RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 


RES. METAL FILM 


RES. METAL FILM 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 


RES. METAL FILM 
RES. METAL FILM 


RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARSON 
RES. CARBON 
RES. CARBOR 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. METAL FILM 
RES. METAL FILM 
RES. METAL FILM 
RES. METAL FILM 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES, METAL FILM 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. METAL FILM 
RES, WETAL FILM 
RES, METAL FILM 
RES. METAL FILM 
RES. METAL FILM 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 


RES. METAL FILM 
RES, METAL FILM 


LEVER SWITCH 
ROTARY SWITCH 
LEVER SWITCH 
ROTARY SWITCH 


100 
22K 
39K 
188 
2.4K 


" WMH} Rm: 
oom 


51 
108 
100 


PARTS LIST 


1/6 
1/6 
1/6W 
1/64W 
1/64 
1/648 
1/4W 
1/4¥ 
1/64 
1/64 
1/6W 
1/6W 
1/64 
1/6W 
1/64 
1/6 
1/4W 
1/448 
1/6W 
1/6W 
1/648 
1/6 
1/6W 
1/6W 
1/6W 
1/6W 
1/44 
1/6 
1/6W 
1/6W 
1/4 
1/4W 
1/648 
1/6W 
1/4W 
1/68 
1/64 
1/6 
1/4W 
1/40 
1/4W 
1/40 
1/4W 
1/6W 
1/6W 
1/64H 
1/48 
1/4 
1/64 
1/68 
1/6 
1/68 
1/6W 
1/6W 
1/4W 
1/48 
1/64 
1/68 
1/44 
1/448 

5h 

5W 
1/68 
1/6W 
1/648 
1/6W 
1/64H 
1/64 
1/68 
1/648 
1/6W 
1/64 
i1/6W 
1/64 
1/6W 
1/64 
1/64 


1/68 
1/6 
1/6W 


REF.NO PARTS NO NAME & DESCRIPTION 
$605 $33-2501-05 LEVER SWITCH 
S006 RO1-1513-65 VLR. 2K B 
TCOO1 CO05-6444-05 CAP. TRIMMER 10P 
TCOO2 CO5-0445-05 CAP. TRIMMER 20P 
TCO03 CO5-0444-95 CAP. TRIMMER 10P 
TCOO4 CO5-0445-05 CAP. TRIMMER z2oP 
TCO05 €C05-0446-05 CAP. TRIMMER 30P 
TCOO6 CO5-0446-05 CAP. TRIMMER 30P 
TCOO7 CO5-0447-65 CAP. TRIMMER 50P 
THOOL SDT-20 THERMISTOR 
THOO2 SODT-20 THERMISTOR 
THOOS SBT-20 THERMISTOR 
TPOO1 E40-0211-95 PIN CONNECTOR 2 P 
UOOl LF4LICN IC, DUAL JFET INPUT OP-AMP 
Ut02 CA3083 IC, NPN TRANSISTOR ARRAY 
V0O03 LFALICN Ic, DUAL JFET INPUT OP-AMP 
U004 CA3083 TC, NPN TRANSISTOR ARRAY 
UdQ5 NJM4558D 1¢, OP AMP 
VROOL R12-4516-05 RES. SEMI FIXED SOK B 
VROO2 R12-0563-05 RES. SEMI FIXED 500 B 
VROO3 R12-2517-05 RES. SEME FIXED 5K B 
VRO04 R12-4510-05 RES, SEMI FIXED SOK 8B 
VROOS5 $02-4505-05 ROTARY SWITCH 
VRO06 R12-0561-05 RES. SEMI FIXED 1900 B 
VROO7 R12-0563-05 RES. SEMI FIXED 500 B 
VROO8 R12-4510-05 RES. SEM! FIXED SOK B 
VROOS R12-1528-05 RES, SEMI FIXED 1K B 
VROLO R12-4510-05 RES. SEMI FIXED SOK B 
VRO11 R12-0563-85 RES. SEMET FIXED 500 B 
VROL2 R12-2517-05 RES. SEMI FIXED SK B 
VROIS R12-4510-05 RES. SEMI FIXED SOK 8 
VROL4 S02-4505-05 ROTARY SWITCH 
VRO1S R12-0561-05 RES, SEMI] FIXED 100 B 
VRO16 R12-0561-05 RES. SEMI FIXED 100 8 
VROL7 Ri2-0563-05 RES. SEM! FIXED 508 8 
VRO18 R12-4510-05 RES. SEMI FIXED SQK B 
VRO19 Ri2-1528-05 RES. SEM! FIXED 1K B 
VRO20 R12-0561-05 RES. SEMI FIXED 100 B 
VRO21 R12-0562-05 RES. SEH! FIXED 200 B 
VRO22 R12-2517-05 RES. SEMI FIXED 5K 8 
VRO23 RO6-1503-05 VIR. 2K B X2 
VRO24 RO1L-1513-05 VLR. 2K B 
VRO25 R12-8561-05 RES. SEM! FIXED 100 B 
VRO26 R12-8561-05 RES. SEMI FIXED 100 B 
VRO27 R12-056i1-65 RES. SEMI FIXED 100 8B 
HORIZONTAL AMP & SWEEP UNIT 
X74-1430-00 
E31-2170-05 JUMPING WIRE 
E33-41113-60 WIRE ASSY 
J25-5108-22 PCB (UNMOUNTED) 
J61-0511-05 SADDLE FOR WIRE 
COO1 CK45B1H102K CAP. CERAMIC 1000P 10% 50V 
CO02 CCASCHIH221) CAP. CERANIC 220P 5% 50 
COO3 CC45CHIHIOILJ CAP. CERAMIC 100P 5% 594 
C004 CCa45CHIHIOLJ CAP. CERAMIC 1O0P 5% 50¥ 
C005 CCASCHIHIOIJ CAP. CERAMIC 100P 5% 50V 
C006 €91-0572-05 CAP. CERAMIC 0.1 12V 
CQO7 CK45F1H1032 CAP. CERAMIC 0.01 50 
CO08 CEO4WIHGION CAP. ELECTRO 1 20% SOV 
CO09 CK45F1H1032 CAP. CERAMIC 0.01 50v 
C010 CC45CHIHIO1S CAP. CERAMIC 100P 5% 504 
COl1 CK45FiH1032 CAP. CERAMIC 0.61 50V 
C012 CEO4WIHIOOM CAP. ELECTRO 10 20% Sav 
C013 €91-0572-05 CAP. CERAMIC 0.1 12V 
CO14 CK45FIH1032Z CAP, CERAMIC 0.01 50 
COlS CK4SBIH472K CAP. CERAMIC 4700P 10% SOV 
CO16 CKASFIRINSZ CAP. CERAMIC 0.01 50 
COLT CC45CH1H101J CAP. CERAMIC 100P 5% 50V 
C018 CK45F1H1032 CAP. CERAMIC 0.01 50V 
C019 CK45F1H10N32 CAP. CERAMIC 0.91 50V 
CO20 CK45FIH1O3Z CAP. CERAMIC 0.01 50V 
CO21 CC45CH1H100D CAP, CERAMIC 10P 0.5P 50¥ 
C022 CCAS5CHIH1I01J CAP. CERAMIC 100P 5% 50V 
C023) CEO4BWIHO10N CAP. ELECTRO 1 20% SQV 
C024 CEO4FWIAIOIN CAP. ELECTRO 100 20% ity 
C025 CkK45F1H1032 CAP. CERAMIC 0.01 50¥ 
23 


i ee 


REF.NO 
C026 
C027 
C028 
C029 


C032 
C033 
C034 
C035 
C036 
C037 
C038 
C039 
c040 
C041 
C042 
C043 
C044 
C045 
C046 
C047 


C051 
C052 
C053 
C054 
C055 
C056 
C057 
C058 


C059 
C060 
co61 
C062 
C0163 
C064 
C065 
C066 
C067 
C068 
co69 
c070 
C871 
C072 
C073 
C074 
COTS 
C076 
C077 
C078 
COTS 
C080 
co81 
C82 
C083 
co84 
C085 
CO86 
C087 
C088 
C989 
C090 
C091 
C092 
C093 
C094 
C095 
C096 
C097 
C098 
C999 
C100 
C101 
C102 
C103 
C104 


D001 
D002 
0003 
D004 
DOO5 
D006 
D007 
D008 
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PARTS NO 
CK4S5FIH1032Z 
CK45F1H1032 
CK45F1H1032 
CKASFLH103Z 


CC45CH1HOSOC 
CK4SFIHINSZ 
CC4SCHIHISOJ 
CK4SF1H1032Z 
CC4SCH1H1NGD 
CEQ4FW1IC470M 
CK45FIH1032Z 
C91-0574-05 
C91-0573-05 
COQZFMIHIG2K 
CHISBD2ZA900J 
CKA4SFIH10N32Z 
CEN4FWIE47ORM 
CED4H1HO1LONM 
CA92FMLH223K 
CEQ4BWIHOION 


CK45F1H1032 
CKA4SFIH1N3Z 
CCASSLIH3315 
C91-0572-05 
NO USE 
CQ92FMIHIS4K 
NO USE 
CKASFIH103Z 


CK4SF1H1032 
NO USE 

C91-6572-05 
C91-0572-05 
CKASB2H472K 
CKASB2H472K 
CK4SFIHIG32 
CK45FiH103Z 
CK45B2H472K 
CEO4FWIC470N 
CEQ4FWIC470N 
CK45F1H103Z 
CEO4FW1C470K 
CEQ4FWIC47ON 
CEO4FWIC470N 
CEQAFWIC47ON 
CEN4FHIC47ON 
CKASPIH1032 
CEO4FWIC470N 
CEO4FW1C470M 
CEG4FWIC470H 
CEO4WLA2214 
CK45F1H1032 
CKA4SFIH193Z 
CK45FIH1032Z 
CK45F1H1032 
CEQ4FWLAL0OIN 
CK45FIH1G3Z 
CEO4W2A220N 
CK45B2H472K 
CEO4W2C3R3 
CK45B2H472K 
CaS2FMIH104K 
COS2FMIH104K 
COM2FHIHLO4K 
Ca92FH1A1O4K 
CK45F1H1032 
CK45F1H1032Z 
CCASCHIHS3NS 
COO2FHIHATSK 
CK45FIR1O3Z 
COS2FMIHIOSK 
Cc45CH1H9700 
Cc45CH1H1000 
Cc45CH1HiI21/ 
CC45CHIH1O0D 


188132 
158132 
158132 
158132 
158132 
188132 
188132 
158132 


NAKE & DESCRIPTION 


CAP, CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. ELECTRO 
CAP, CERAMIC 
CAP. MYLAR 
CAP. MYLAR 
CAP. MYLAR 
CAP. MICA 
CAP, CERAMIC 
CAP. ELECTRO 
CAP. ELECTRO 
CAP. MYLAR 
CAP. ELECTRO 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP, CERAMIC 
CAP. MYLAR 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP, CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAHIC 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. ELECTRO 
CAP. CERAMIC 
CAP. ELECTRO 
CAP. ELECTRO 
CAP. ELECTRO 
CAP. ELECTRO 
CAP, ELECTRO 
CAP. CERAMIC 
CAP, ELECTRO 
CAP. ELECTRO 
CAP. ELECTRO 
CAP. ELECTRO 
CAP, CERAMIC 
CAP. CERAHIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. ELECTRO 
CAP, CERAMIC 
CAP. ELECTRO 
CAP. CERAKIC 
CAP. ELECTRO 
CAP. CERAMIC 
CAP, MYLAR 
CAP. MYLAR 
CAP. MYLAR 
CAP. MYLAR 
CAP, CERAMIC 
CAP, CERAMIC 
CAP. CERAMIC 
CAP. MYLAR 
CAP. CERAMIC 
CAP. MYLAR 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
CAP. CERAMIC 
DIODE 

DIODE 

DIODE 

DIODE 

DIODE 

DIODE 

DIODE 

DIODE 


0.01 


1260P 
10P 


PARTS LIST 


50V 
50V 
50V 
50¥ 


0.25P 50¥ 


5% 


0.5P 
20% 


5% 
1% 
10% 
5% 


20% 
20% 


10% 
20% 


5% 


10% 


5% 
0.5P 


50¥ 
50V 
50¥ 
50V 
16V 
50V 
100V 
100¥ 
50¥ 
1004 
504 
25¥ 
50V 
50V 
50¥ 


50V 
50V 
50V 
12V 


50¥ 


50V 
SOV 


12V 
12V 
500¥ 
500¥ 
50V 
50¥ 
500V 
16V 
16V 
504 
16V 
16V 
16V 
16V 
16¥ 
50V 
16V 
16V 
16¥ 
i0Vv 
o0¥ 
50¥ 
CV 
50V 
10V 
50V 
100V 
SO0V 
160V 
500¥ 
50 
504 
50V 
50V¥ 
50¥ 
50¥ 
SOV 
504 
504 
50V 
564 
SOV 
50V 
504 


REF.NO 
D009 
DO10 
DO11 
DG12 
D813 
DO14 
BO15 
D016 
D017 
0018 
DO1i9 
D020 
D021 
D022 
DO23 
D024 
DO25 
BG26 
DO27 
D028 
D929 
D030 
DQ31 
D032 
DN33 


wonreo 


1 
1 
1 
l 


nr rr ee 
—— | 


J017 
J018 


J0698 


L002 
L003 
L004 
L005 
L006 
LOOT 
L008 
L009 
L910 


P0039 
PO10 
POI 
PQ12 
P013 
PO14 
PO15 
PO16 


P028 
P029 
P0306 


001 
0002 
0003 
Q004 


0005 
ano6 
Q007 
0008 
a009 
0010 
Q011 
a012 
8013 
Q014 
Q015 
Q016 
Q017 
Q018 
a019 
ao20 
Q021 
a022 
Q023 
ad24 
Q025 
Q026 


PARTS NO 
188135 
18$132 
188132 
1$$132 
188132 
1$$132 
188132 
188132 
188132 
188132 
1$$132 
1SS132 
188132 
155132 
188132 
158132 
1$S132 
18$132 
188132 
18883 
18883 
185132 
MTZ3.0J8 
185132 
MTZ3.0J38 


E31-2656-05 
E31-2657-05 
E31-2655-05 
E31-2654-05 


B31-2647-05 
E31-2642-05 


E31-2653-95 


L40-1011-03 
L40-1001-03 
L40-1001-93 
L40-1011-03 
L40-1011-93 
NO USE 
L40-1001-083 
NO USE 
L40-1011-13 


£40-0674-05 
E40-0673-05 
B40-0573-05 
E40-0673-05 
E40-0373-05 
E40-0673-05 
£40-0773-05 
E40-0273-05 


£40-0273-95 
NO USE 
£40-0273-05 


2841323 (B,C) 
2541323 (B,C) 
2802786 (K) 
2SA1005 (K) 


2502785 (F) 
282785 (F) 
2802786 (K) 
2802786 (K) 
2581005 (K) 
2581005 (K) 
28C2785(F) 
2802785 (F) 
2SA1175 (F) 
2SA1175 (F) 
2SAL175(F) 
2SALLT5(F) 
2502786 (K) 
2802785 (F) 
28C2785 (F) 
2802785 (F) 
2802785 (F) 
2SK117(¥) 
2802785 (F) 
28C2785(F) 
2SA1175 (F) 
2SAL175(F) 


NAME & DESCRIPTION 


DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIOBE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
DIODE 
BIODE 
DIODE 
DIODE 
DIODE, 
DIODE 
DIODE, 


ZENER 
ZENER 


LEAD 
LEAD 
LEAD 
LEAD 


WIRE 
WIRE 
WIRE 
WIRE 


WITH 
WITH 
WITH 
WITH 


LEAD 
LEAD 


WERE 
WIRE 


WITH 
WITH 
LEAD WIRE WITH 
FERRI 
FERRI 
FERRI 
FERRI 
FERRI 


INDUCTOR 
INDUCTOR 
INDUCTOR 
INDUCTOR 
INDUCTOR 


FERRI [INDUCTOR 


FERRI INDUCTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 
PIN CONNECTOR 
CONNECTOR 


PIN CONNECTOR 


PIN CONNECTOR 
TR. SI, PNP 
TR. SE, PNP 
TR. SI, NPN 
TR. SI, PNP 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, PNP 
TR. SI, PNP 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, PNP 
TR. SI, PNP 
TR. SI, PNP 
TR. SI. PNP 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, NPN 
FET. P-CHANNEL 
TR. SI, NPN 
TR. SI, NPN 
TR. SI, PNP 
TR. SI, PNP 


3.04 
3.09 


CONNECTOR 
CONNECTOR 
CONNECTOR 
CONNECTOR 


CONNECTOR 
CONNECTOR 


CONNECTOR 
100UH 
10UH 
10U4 
10QU# 
LOOUH 
1OUH 


L00U8 


CBOAAMWMAIMMS|SG 
vu TD UCT CoO; 


REF.NO 
027 
a028 
8029 
8036 
Q031 
032 
8033 
Q034 
Q035 
8036 
0037 
0038 


R001 
R002 
R003 
R004 
R065 
R006 
R007 
RGO8 
R009 
R010 
R011 
RO12 
R013 
RG14 
R015 
R016 
RO17 
R018 


R021 
RQ22 
R023 
R024 
RO25 


RO26 
RO27 
R028 
R029 
R030 
R031 
R032 
R033 
R034 
RO35 
RO36 
R037 
R038 
R039 
R040 
R041 
RG42 
R043 
R044 
R045 
R046 
R047 
R048 
R049 
R050 
R051 
R052 
R053. 
RO54 
R055 
RO56 
R057 
R058 
RO59 
R060 
R061 
ROG2 
R063 
R064 
RO65 
R066 
R067 
RO68 
R069 
R070 
RO7T1 
R072 
R973 


PARTS NO 
28502785 (F) 
2802785 (PF) 
2802785 (F) 
2802785 (F) 
2SC2785 (F) 
2$C2910(¢S,T) 
2SA41268(S,T) 
28C2910(S,T) 
2SA1208(S,T) 
2$¢€2909(S,T) 
2SK117(¥) 
2SC2785 (PF) 


RDI4BB2C122) 
RDI4BB2C0122J 
RBI4BB2C2214 
RDI4BB2C103J 
RBL4BB2C103) 
RD14B82C103) 
RD14BB2C103J 
RDI4BB2C1024 
RDI4BB2C102J 
RD148B2C103J 
RDI4BB2C103J 
RDI4BB2C561J 
RDI4BB2C5614 
RDI4BB2C272) 
RNLABK2C1302F 
RNI4BK2C3901F 
RDI4BB2C0332J 
RDI4BB2C1045 


RDi4BB2C163J 
RD14BB20153J 
RD14BB2C103J 
RDI4BB2C1034 
RNI4BK2C3301F 


RNL4BK2C3301F 
RDI4BB2C162J 
RD14BB2C153J 
RN148K2C1800F 
RN14BK2C1800F 
RDI4BB2C202J 
RD14BB2C2024 
RDI4BB2C22143 
RD14BB2C103J 
RD14BB2C5625 
RD14BB2C2225 
RD14BB2C222J 
RD14BB2C222J 
RD14BBR2C04324 
RD14BB2C224J 
RD14BB2C105J 
RD14BB2C622J 
RDi4BB2C4714 
RDL4BB2C4724 
RDLABB2C1614 
RDI4BB2C4705 
RD14BB2C152J 
RN1L4BK2C2400F 
RN14BK2C2400F 
RD14BB2C102J 
RN148K2C2701F 
RD14BB2C202) 
RDL4BB2C562J 
RDL4BB2C102J 
RDI4BB2C5615 
RD14BB2C2204 
RD14BB2C2214 
RD14BB2C681J 
RD14BB2C182J 
RDL4BB2C2224 
RD1ABB2C472) 
RD1LABB2C1O2/ 
RD14BB2C222J 
RBDY4BB2C472) 
RDI4BB2C102/ 
RD14BB2C1G2J 
RD14BB2C2714 
RDi4BB2C332J 
RD14BB2C0332J 
RD14BB2C472J 
RD{4BB2C1035 
RDI4BB2C8214 
RDI4BB2C102J 


NAME & DESCRIPTION 


SI, NPN 
SI, NPN 
SIT, NPN 
ST, NPN 
SI, NPN 
SI, NPN 
SI, PNP 
SI, NPN 
ST, PRP 
SI, NPN 
P-CHANNEL 
ST, NPN 


CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
METAL FILM 
METAL FILM 
CARBON 
CARBON 


CARBON 
CARBON 
CARBON 
CARBON 
METAL FILM 


METAL FILM 
CARBON 
CARBON 
METAL FILM 
METAL FILM 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
METAL FILM 
METAL FILM 
CARBON 
METAL FILM 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 
CARBON 


PARTS LIST 


1/64 
1/6W 
1/648 
1/6W 
1/6 
1/6W 
1/6W 
1/68 
1/6W 
1/6W 
1/6W 
1/6W 
1/64 
1/64 
1/6H 
1/68 
1/6 
1/68 


1/6W 
1/6W 
1/68 
1/68 
1/68 


1/68 
1/640 
1/6W 
1/648 
1/6W 
1/68 
1/64 
1/68 
1/648 
1/6W 
1/6W 
1/68 
1/64 
1/64 
1/6W 
1/6W 
1/64 
1/640 
1/64 
1/6W 
1/6W 
1/6W 
1/64 
1/68 
1/648 
1/6W 
1/6W 
1/64 
1/64 
1/6W 
1/6W 
1/6¥ 
1/6W 
1/64 
1/64 
1/64 
1/6W 
1/64 
1/6H 
1/648 
1/68 
1/648 
1/64 
1/68 
1/6H 
1/6 
1/64 
1/64 


REF.NO 

RO74 

RO75 

R076 

R077 

R078 
R079 

RO80 

R081 

RN82 
R083 

R084 

R085 

R086 
RO87 

R088 
R089 
R090 
R091 

R092 
R093 

RO94 
R995 

R096 
RO97 

R098 
R099 
R100 
R101 

R102 
R103 
R104 
R105 
R106 
R107 
R108 
R189 
R110 
Riil 
R112 
R113 
Ril4 
R115 
R116 
R117 
R118 
R119 
R120 
R121 
R122 
R123 
R124 
R125 
R126 
R127 
R128 
R129 
R136 
R131 
R132 
R133 
R134 
R135 
R136 
R137 
R138 
R139 
R149 
R141 
R142 
R143 


R144 
R145 
R146 
R147 
R148 
R149 
R150 
R151 
R152 
R153 
R154 
R155 


PARTS NO 
RD14882C752) 
NO USE 
RDI4BB2C223J 
RBI4BB2C1025 
RSL4GB3A6825 
RDI4BB2C103) 
RNI4BK2C3002F 
RNIA4BK2C3901F 
RNI4BK2C3002F 
RDL4BB2C182) 
RDI4BB2C302J 
RD14BB2C222/ 
RDI4BB2C2225 
RDIABB2CA7T25 
RDI4ABB2C101J 
RNIABK2ZH3004F 
RNI4BK2ZE1004F 
RNI4BK2E5003F 
RNI4BK2E3003F 
RNi4BK2EL003F 
RNI4BK2E5002F 
RNI4BK2E3002F 
RNI4BK2E2002F 
RDI4BB2C8214 
RDL4BB2C1833 
RBD14BB2C303J 
RDI4BB2C1023 
RDL4BB2C102J 
RDI4BB2C471J 
RDI4BB2C621J 
RDI4BB2C391J 
RDL4BB2C432J 
RBL4BB2C03034 
RDL4B82C622) 
RDI4BB2C222J 
RNL4BK2C1501F 
RNI4BK2C1501F 
RNI4BK2C2000F 
RNIA4BK2C3301F 
RNI4BK2C1801F 
RNI4BK2C6802F 
RNL4BK2C8201F 
RNI4BK2CO100F 
NO USE 
RDL4BB2C472J 
RDI4BB2C4724 
RDIABB2E683J 
RDI4BB2E683) 
RDiA4BB2C102J 
RDI4BB2C1025 
RDI4BB2C332J 
RDL4ABB2C0332) 
RDL4BB2C124J) 
RDLA4BB2C124) 
RD14BB2C8235 
RDI4BB2C563J 
RDI14BB2C473J 
RDI4BB2C204J 
RD1L4BB2C303J 
RDL4BB2C331J 
RDI4BB2C102J 
RDIABB2C132J 
RDLABB2C3025 
ROL4BB2C1334 
RDI4BB2C622J 
RDL4BB2C162J 
ROL4BB2C1055 
RBDI4BB2EL035 
RDI4BB2C103J 
RDI4BB2C104J 


RDL4BB2E472J 
RDIABB2C22045 
RDL4BB2C113J 
RDIABB2E332J 
RDL4BB2C100J 
RDI4BB2C152J) 
RDLA4BB2Ci01J 
RDI4BB2C472J 
RD14BB2C913J 
RDI4BB2C511J 
RB14BB2C1535 
RDI4BB2C101J 


$32-4008-05. 
$32-2012-05 


NAME & DESCRIPTION 


RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. METAL FILM 
RES. CARBON 
RES, METAL FILM 
RES. METAL FILM 
RES. METAL FILM 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES, METAL 
RES. METAL 
RES. WETAL 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES. METAL 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES, CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 
RES. CARBON 


LEVER SWITCH 
LEVER SWITCH 


FILM 
FILM 
FILM 
FILM 
FILM 
FILM 
FILM 
FILM 


FILM 
FILM 
FILM 
FILM 
FILM 
FILM 
FILM 
FILM 


7.5K 


22K 
1K 
6.8K 


25 


REF.NO 
$003 
$004 
$005 
S006 


TC001 


THOO1 
THOD2 


vool 
V002 
Ub03 
0004 


VROO1 
VRO02 
VR003 
VROO4 
VROOS 
VRO06 
VROO7 
VRO08 
vRo09 
VRO10 


CRT SOCKE UNIT 


PARTS NO 
$32-2012-05 
$02-2510-05 
RO1-3514-05 
RO1-3514-05 


C05-0445-05 


SDT-100 
SDT-1090 


SNT4LSOON 
SNT4LS112AN 
MC1OLO3L 
SNT4LS02N 


RO6-1504-05 
R12-3536-05 
R12-0563-05 
R12-0563-95 
R12-9562-05 
R29-9501-05 
R0}-3514-05 
R01-3514-05 
R29-9501-05 
R12-2517-05 


PARTS LIST 


NAME & DESCRIPTION 
LEVER SWITCH 
ROTARY SWITCH 
VR. 20K B 
VLR. 20K B 


CAP. TRIMMER z20P 


THERMISTOR 
THERMISTOR 


IC, QUAD 2-INPUT NAND GATE 
IC, DUAL JK-FF 

1C, QUAD 2-INPUT OR GATE 
IC, QUAD 2-INPUT NOR GATE 


VLR. 2K B X2 

RES. SEMI FIXED 10K B 

RES. SEMI FIXED 500 B 

RES. SEMI] FIXED 509 B 

RES. SEMI FIXED 200 B 

VLR. 10K B 200K B 
VLR 20K B 

VLR 20K B 

V.R 10K B 200K B 
RES. SEMI FIXED SK B 


X81-1600-01 


REF.NO 
C001 
C002 
J007 
J008 
J009 


J024 
J025 


L061 
L002 


R001 
RO02 
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PARTS NO 
E01-0103-05 
J25-5102-14 
CCASCHIHONZOC 
CC45CH1H910C 


E31-2658-05 
NO USE 
B31-2661-05 


E31-2660-05 
E31-2659-05 


L40-22892-13 
L40-2292-13 


RDI4BB2C1514 
RDI4BB2C151J5 


NAME & DESCRIPTION 
CRT SOCKET 
PCB (UNMOUNTED) 
CAP. CERAMIC 2P 0.25P 50V 
CAP. CERAMIC 1P 0.25P 509 


LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 


LEAD WIRE WITH CONNECTOR 
LEAD WIRE WITH CONNECTOR 


FIXED INDUCTOR 2.2UH 
PIXED INDUCTOR 2.2UK 


RES. CARBON 150 5% 1/68 
RES. CARBON 150 5% 1/64 
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P.C. BOARD 


HORIZONTAL AMP & SWEEP UNIT (X74-1430-00) 


VERTICAL AMP UNIT (X73-1640-00) 
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P.C. BOARD 


CRT SOCKET UNIT (X81-1600-01) 


POWER SUPPLY & H.V UNIT (X68-1450-00) 
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